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Original Article

The Argos project: The development
of a computer-aided detection system
to improve detection of Barrett’s
neoplasia on white light endoscopy

Jeroen de Groof1, Fons van der Sommen2, Joost van der Putten2,
Maarten R Struyvenberg1, Sveta Zinger2, Wouter L Curvers3, Oliver Pech4,
Alexander Meining5, Horst Neuhaus6, Raf Bisschops7, Erik J Schoon3,
Peter H de With2 and Jacques J Bergman1

Abstract
Background: Computer-aided detection (CAD) systems might assist endoscopists in the recognition of Barrett’s neoplasia.

Aim: To develop a CAD system using endoscopic images of Barrett’s neoplasia.

Methods: White light endoscopy (WLE) overview images of 40 neoplastic Barrett’s lesions and 20 non-dysplastic Barret’s

oesophagus (NDBO) patients were prospectively collected. Experts delineated all neoplastic images.

The overlap area of at least four delineations was labelled as the ‘sweet spot’. The area with at least one delineation was

labelled as the ‘soft spot’. The CAD system was trained on colour and texture features. Positive features were taken from the

sweet spot and negative features from NDBO images. Performance was evaluated using leave-one-out cross-validation.

Outcome parameters were diagnostic accuracy of the CAD system per image, and localization of the expert soft spot by CAD

delineation (localization score) and its indication of preferred biopsy location (red-flag indication score).

Results: Accuracy, sensitivity and specificity for detection were 92, 95 and 85%, respectively. The system localized and red-

flagged the soft spot in 100 and 90%, respectively.

Conclusion: This uniquely trained and validated CAD system detected and localized early Barrett’s neoplasia on WLE images

with high accuracy. This is an important step towards real-time automated detection of Barrett’s neoplasia.
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Key summary

What is known on this subject?
. Endoscopic detection of Barrett’s neoplasia is difficult.
. Computer-aided detection (CAD) systems could potentially assist endoscopists in detection of neoplasias.

What are the significant and/or new findings of this study?
. Our CAD-system detected and localized Barrett’s neoplasia on endoscopic images with high accuracy.
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Introduction

Barrett’s oesophagus (BO) is a known precursor for
esophageal adenocarcinoma (EAC). BO patients
undergo regular endoscopic surveillance to detect EAC
at an early stage to enable endoscopic treatment, which
is associated with excellent outcomes.1–3 However, endo-
scopic detection of early neoplasia is difficult and early
lesions are therefore often missed.4 Primarily, this is due
to its subtle appearance; early Barrett’s neoplasia is most
often flat with only minimal changes in mucosal colour
and texture. These subtle changes are generally visible
on high-definition white light endoscopy (WLE) in
expert hands; however, due to the low progression rate
of Barrett’s neoplasia (< 1% per patient year), most
general endoscopists rarely encounter early Barrett’s
neoplasia, and are thus unfamiliar with its endoscopic
appearance and therefore do not recognize these
lesions.5,6

Over the last decade, multiple computer-aided
detection (CAD) systems have been developed for mul-
tiple applications in medical imaging.7–13 The ability of
modern-day computers to automatically recognize
informative patterns in data sets can potentially
improve endoscopic detection of early neoplastic BO.
Ideally, such a CAD system would be incorporated
in the endoscopy system to run real-time on the back-
ground during surveillance endoscopies. The develop-
ment of such a system is structured in several steps.
First the algorithm is trained on individual endoscopic
still images, followed by incorporating video recordings
and finally an algorithm for real-time analyses. Herein,
we describe the first step of this structured approach by
the ARGOS consortium. The ARGOS consortium con-
sists of three international tertiary referral centres for
Barrett’s neoplasia, a leading academic image analysis
group, two commercial enterprises, and is supported by
the Dutch Cancer Society and Technology Foundation
STW, as part of their joint strategic research pro-
gramme ‘Technology for Oncology’.

The aim of this study was to validate an improved
version of our CAD system on high-quality endoscopic
images.

Methods

Study setting

This study was performed at the departments of
Gastroenterology and Hepatology of the Amsterdam
University Medical Centers (location Academic
Medical Center), the Catharina Hospital Eindhoven
and University Hospital Leuven, and at the department
of Electrical Engineering of Eindhoven University
of Technology. The Medical Research Involving
Human Subjects Act did not apply to this study.

Official approval of this study was therefore waived
by the Medical Ethics Review Committees of the parti-
cipating centres.

Image acquisition

In this study, both endoscopic images of early Barrett’s
lesions and endoscopic images of normal appearing,
non-dysplastic Barrett’s oesophagus (NDBO) were pro-
spectively collected. All images were recorded via WLE
in full high-definition format (1280� 1024 pixels) with
the ELUXEOTM 7000 endoscopy system (FUJIFILM,
Tokyo, Japan).

All procedures were performed by expert endosco-
pists (JB, ES, RB and WC) with extensive experience in
the use of advanced imaging techniques and endoscopic
treatment of Barrett’s neoplasia. The endoscopic
images with neoplastic Barrett’s lesions were prospect-
ively collected in a previous study.14 The NDBO
endoscopic images were collected prospectively for
this study from NDBO patients undergoing standard
surveillance endoscopy, performed by the same experts
and using the same image acquisition protocol as the
study mentioned above. In the absence of visible lesions,
the endoscopist selected an area containing normal
appearing Barrett’s mucosa, from which a dedicated
WLE image was obtained in overview. During imaging
of these areas, the endoscopist tried to mimic the endo-
scopic positioning as if there was a visible lesion present,
to minimize potential bias. Subsequently targeted biop-
sies of this area were obtained followed by random biop-
sies according to the Seattle protocol.

All endoscopic resection specimens and biopsies
were reviewed by pathologists expert in early Barrett’s
neoplasia at the participating centres.

Image processing and development of ground
truth for algorithm

All images of the neoplastic lesions were independently
assessed by six international BO experts (JB, RB, OP,
ES, AM and HN) who delineated the lesions using a
proprietary online software module. The software of
this module allowed endoscopic images to be delineated
on a computer screen and subsequently enabled the cal-
culation of surface overlap of delineations. Figure 1
shows exemplary overview images with expert
delineations.

The expert delineations were used to establish a
ground truth that could be used as input for the algo-
rithm. An overlap area of at least four expert delinea-
tions, i.e. the area that> 50% of experts assessed as
neoplastic, was considered to have the highest suspicion
of visible neoplasia and was labeled as the ‘sweet spot’.
This area was used to train the algorithm to recognize
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neoplasia. The area with at least one expert delineation
was labelled as the ‘soft spot’. This larger area was
considered to potentially contain neoplasia, since at
least one expert assessed this area as neoplastic. The

area outside the soft spot was considered to be non-
neoplastic, since none of the experts assessed this area
as neoplastic. Figure 1 shows a graphical display of
these areas.

Figure 1. Illustration of six international expert delineations (left), and the creation of the sweet spot in blue and the soft spot in green (right).
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NDBO images were included when both targeted
and random biopsies showed no dysplasia, and review
of all images by two experts (JB and WC) confirmed the
absence of any visible lesions.

Computer algorithm design

The primary goal of this algorithm is to serve as a red-
flag detection technique by the creation of delineations
of neoplastic areas, thereby assisting endoscopists to
detect areas of interest during surveillance endoscopies.
Although the algorithm thus provides a delineated
area, the focus is on allowing detection, not on exact
delineation, of the lesion since this is generally done
using a combination of optical chromoscopy and mag-
nified view.

This CAD system uses supervised learning techniques
and is designed to follow a stepwise workflow, described
briefly below. An extensive, technical explanation of the
baseline system has been described previously.15

First, the CAD system detects regions of interest.
The system is designed to automatically detect the
lumen, intestinal juices and specular reflections in the
endoscopic images, and excludes these areas from
analyses.

Subsequently, the regions of interest are divided in
blocks, each block encompassing an area of 60� 60
pixels. Each block is labelled as being ‘neoplastic’ or
‘non-neoplastic’ based on the combined expert delinea-
tions. The neoplastic blocks are obtained from the
above-mentioned sweet spot. The non-neoplastic
blocks are obtained from the NDBO images as well as
the area outside the soft spot of the neoplastic images.

Third, informative image features are extracted
from each block, on which the algorithm discrimin-
ates between ‘normal’ versus ‘abnormal’ tissue. As we
have learned from previous studies, early neoplasia
is associated with changes in colour and texture.15

To quantify both features, statistical information
about the colour values is computed and special
filters are applied to capture the relevant texture
patterns.10

The features are then used as input for a support
vector machine classifier, which is first trained to dis-
criminate between neoplastic and non-neoplastic fea-
tures, and subsequently employed for classification of
the blocks into either category. The CAD system first
decides whether the image is suspicious for neoplasia.
This is done by combining all individual block predic-
tions, resulting in an image-based confidence score.
When this confidence score meets its threshold, the
CAD system labels the image as being ‘neoplastic’
and produces a delineation on the image, encircling
the region suspicious for neoplasia (Figure 2). After
delineating this region, ideally capturing the entire

neoplastic lesion, the algorithm subsequently indicates
the most abnormal part of the lesion by calculating
which block within its delineation is most abnormal.
This is then displayed on the image as a cross-hair visu-
alization, thereby ‘red-flagging’ the most suspicious
area (Figure 3).

Outcome measurements

Performance of the algorithm was evaluated using a
leave-one-out cross-validation.

Primary outcome measurements. Detection scores, per
image analysis: detection was considered correct when
the algorithm correctly identified an image as neoplastic
or non-neoplastic.

Secondary outcome measurements

1. Localization scores: number of images in which the
delineation produced by the algorithm overlapped
with parts of the sweet or soft spot of experts;

2. Red-flag indication scores: percentage of recognized
neoplastic images where the algorithm red-flagged
the sweet or soft spot of experts;

3. Time required for analysis of an image by the
algorithm.

Statistical analysis

Diagnostic accuracy of the algorithm per image was dis-
played as area under the curve and in terms of accuracy,
sensitivity and specificity. Software package MATLAB
2018a (MathWorks, Inc., Natick, Massachusetts, USA)
was used to perform statistical tests.

Results

In this study, 60 patients in total were included for
prospective image acquisition. Forty patients presented
with a neoplastic lesion and 20 patients presented with
NDBO. From each patient, one endoscopic image was
included. Histological evaluation of all endoscopic
resection specimens showed high-grade dysplasia or
EAC for all neoplastic cases. All biopsies from
NDBO patients were shown to contain non-dysplastic
Barrett’s mucosa.

Primary outcome measurements

Detection scores. In per-image analyses, accuracy, sensi-
tivity and specificity of the algorithm were 91.7, 95 and
85%, respectively. Figure 4 shows the corresponding
receiver operating characteristic.
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Figure 2. Illustration of the delineation tool of the algorithm (left), compared with the six international experts (right).
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Secondary outcome measurements

Localization scores. In the 38 images that the CAD
system correctly identified as neoplastic, in 100%

(38/38) of the images the delineation of the algorithm
recognized the soft spot as neoplastic. In 97.4% (37/38)
images, the system also recognized parts of the sweet

Figure 3. Illustration of the red-flag tool of the algorithm with background visualization of the sweet spot (blue) and soft spot (green).
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spot as neoplastic. Taking into account the undetected
lesions, this leads to localization scores of 95 (38/40)
and 92.5% (37/40) for soft and sweet spot recognition,
respectively (see Table 1).

Red-flag indication scores. In 89.5% (34/38) of the cor-
rectly identified images, the algorithm placed the red
flag within the soft spot. In 76.3% (29/38) of images,
the algorithm placed the red flag within the sweet spot.
Taking into account the undetected lesions, this leads
to red-flag indication scores of 85 (34/40) and 72.5%
(29/40) for soft and sweet spot recognition, respectively
(see Table 1). Figure 3 shows an illustration of the red-
flag tool.

Figure 2 shows exemplary cases of detection per-
formance of the algorithm, compared with the six inter-
national experts.

Time analyses. The total time it took the algorithm to
analyse all images and produce lesion delineations was
61.8 seconds. Mean time per image was 1.051 seconds
(SD 0.041). Mean time required for region of interest

detection was 194 milliseconds (SD 19), for feature
extraction 790 milliseconds (SD 32) and for delineation
31 milliseconds (SD 12).

Discussion

This paper describes the development of a WLE-based
CAD system for real-time endoscopic detection of early
Barrett’s neoplasia. To our knowledge, we are the first
group to develop such a CAD system.

Early Barrett’s neoplasia can easily be missed during
surveillance endoscopies, even with high-definition
WLE. CAD systems have the potential to assist endos-
copists in the recognition of Barrett’s neoplasia. The
first step in the development of such a CAD system is
to develop an algorithm designed for endoscopic still
images. In this study, our CAD system detected early
neoplastic Barrett’s lesions on a selection of endoscopic
WLE images with high accuracy.

In 38/40 images, the algorithm correctly classified
an image as containing neoplasia. Since we aim to
develop an algorithm that can not only classify an
image but also localize the neoplastic lesion, we devel-
oped two additional algorithm functions and corres-
ponding outcome parameters. Our CAD algorithm
depicts a delineation of the entire lesion to localize
the lesion and subsequently indicates the most abnor-
mal area within that delineation to indicate the most
appropriate position to obtain a targeted biopsy.
During the development of the corresponding outcome
parameters (i.e. the localization score and the red-flag
indication score), we reasoned that, in order to equal
expert performance, these algorithm features should at
least recognize parts of the soft spot, since one or more
experts assessed this area as being neoplastic.

In all 38 detected images, the delineation produced
by the algorithm recognized the soft spot as being neo-
plastic, while in 37/38 images the algorithm also recog-
nized the sweet spot as neoplastic. Upon reviewing
the two images not recognized as neoplastic by the
algorithm, we noticed that these lesions were flat and
had a very subtle appearance, with relatively lower
image quality when compared to the other images,
as shown in Figure 5. In the single image where only
the soft spot was recognized by the algorithm, the
sweet spot was not recognized as a region of interest.
As mentioned, the algorithm excludes areas that are not
suitable for analysis. When the largest part of a neo-
plastic lesion contains specular reflections, that area is
excluded from further analyses by the algorithm and
the lesion is therefore missed. This problem will likely
be minimized when we apply our CAD to real-time
imaging instead of still images, since this will provide
more dynamic footage and thereby minimize any tem-
porary effects of specular reflections.
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Table 1. Secondary outcome measurements.

Soft spot Sweet spot

Localization score

algorithm (%)

100 (38/38) 97.4 (37/38)

Red-flag indication

score algorithm (%)

89.5 (34/38) 76.3 (29/38)
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The red-flag indication score is a parameter that
reflects the accuracy of our CAD algorithm to correctly
indicate the most appropriate position for obtaining a
targeted biopsy. The red-flag indicator was positioned
in the soft spot in 34/38 detected cases and was placed
in the sweet spot in 29/38 cases.

In 3/20 cases, the algorithm incorrectly detected and
delineated a lesion on NDBO images. Upon reviewing
these images, the ‘detected’ areas appeared to have
increased vascularization and might therefore be mis-
classified as having been suspicious for neoplasia.
Figure 5 displays two false-positive cases. The clinical
relevance of false-positive detections, particularly when
occurring as infrequently as in our study, is however
much lower than that of false-negative detections.

On average, it took our algorithm 1 second to ana-
lyse an endoscopic image and subsequently produce its
lesion delineation. Needless to say, this speed outper-
forms endoscopists. Given the current execution speed
in the employed MATLAB development environment
on a standard desktop personal computer, expanding
our algorithm to allow real-time performance will not
be a problem.

In this study, we expanded on our previous work.16

However, several key elements were improved. First,
technical improvements such as execution speed,

efficiency and improved post-processing were made.
Second, the red-flag indicator was implemented to
guide the endoscopist in taking targeted biopsies.
Third, the quality of the endoscopic images was vastly
improved by the use of the latest version of the
FUJIFILM ELUXEO system. Fourth, a gold standard
based on the combined input of multiple international
experts was created using the proprietary delineation
tool. This enabled training of the algorithm with
more reliable information. Finally, the neoplastic
lesions on the images used in this study were subtler
when compared to our previous work. We reasoned
that, in order to enable true assistance during surveil-
lance endoscopies, the CAD system should in particular
be able to recognize relatively subtle lesions. This study
shows that our CAD system is now capable of detecting
most subtle lesions on endoscopic images, which would
make it a value attribute in a surveillance setting. Such
a system could be applied in a clinical setting in which
multiple endoscopic overview images are obtained fol-
lowing a structured protocol, which are then directly
analysed by the CAD system. In our stepwise approach
towards a real-time video-based algorithm, we antici-
pate encountering new challenges, such as the presence
of non-informative frames and the computational
power of the CAD system.

Figure 5. False-negative cases (left) and false-positive cases (right).
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This study has several limitations. Our data set
comprises only a limited number of images. We have
therefore chosen to both train and validate the
algorithm on the same data set, via the leave-one-out
methodology, instead of validating the algorithm on a
separate data set. However, this methodology is often
used and is well recognized for machine learning tech-
niques. Furthermore, each image was divided into
numerous blocks, thereby increasing our data set to
11.484 data points. In subsequent studies, we will
expand our data set and validate the algorithm on a
variety of data sets.

The images in this study are of superb quality, col-
lected by expert endoscopists. In a community practice
setting, images and videos might be of lower quality.

Finally, it should be noted that our approach, using
supervised learning techniques with clinically inspired
features, allowed us to closely monitor performance
and decisions made by the algorithm. This led to a cer-
tain understanding of why the algorithm made its deci-
sions, which allows us to recognize potential pitfalls in
the development of a video algorithm. However, this
approach was restricted to quantifying colour and tex-
ture, in our opinion the main features used by the
human eye to discriminate between normal and abnor-
mal tissue. Nevertheless, it is possible that, by following
a less strictly supervised approach, the algorithm might
identify alternative discriminative features for neopla-
sia. This methodology is usually referred to as ‘deep
learning’. As part of the ARGOS project, our group
will therefore also focus on the development of a deep
learning algorithm in the near future.

In conclusion, in this paper we describe the develop-
ment of a unique supervised CAD algorithm that
detects early neoplastic Barrett’s lesions on high-quality
endoscopic WLE images with high accuracy. It is there-
fore an important step towards real-time automated
detection of early Barrett’s neoplasia. Future work of
the ARGOS consortium will focus on improving local-
ization performance and further development of the
algorithm towards video analyses, and the development
of a deep learning algorithm.
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