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Introduction: Recent advances in wearable technology allow for the development of wirelessly connected
sensors to continuously measure vital parameters in the general ward or even at home. The present
study assesses the accuracy of a wearable patch (Healthdot) for continuous monitoring of heartrate (HR)
and respiration rate (RR).
Materials and methods: The Healthdot measures HR and RR by means of chest accelerometry. The study
population consisted of patients following major abdominal oncological surgery. The analysis focused on
the agreement between HR and RR measured by the Healthdot and the gold standard patient monitor in
the intensive and post-anesthesia care unit.
Results: For HR, a total of 112 h of measurements was collected in 26 patients. For RR, a total of 102 h of
measurements was collected in 21 patients. On second to second analysis, 97% of the HR and 87% of the
RR measurements were within 5 bpm and 3 rpm of the reference monitor. Assessment of 5-min averaged
data resulted in 96% of the HR and 95% of the RR measurements within 5 bpm and 3 rpm of the reference
monitor. A Clarke error grid analysis showed that 100% of the HR and 99.4% of the 5-min averaged data
was clinically acceptable.
Conclusion: The Healthdot accurately measured HR and RR in a cohort of patients recovering from major
abdominal surgery, provided that good quality data was obtained. These results push the Healthdot
forward as a clinically acceptable tool in low acuity settings for unobtrusive, automatic, wireless and
continuous monitoring.
© 2021 The Authors. Published by Elsevier Ltd. This is an open access article under the CC BY license

(http://creativecommons.org/licenses/by/4.0/).
1. Introduction

In case of major surgery, the recovery of patients is frequently
affected by complications. Previous literature showed that up to
25% of the patients suffers from major events such as pneumonia,
anastomotic leakage, abscesses or bleeding [1]. Besides short-term
cal Engineering, Eindhoven
.
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effects such as mortality, re-operations and (re)admission to the
intensive care unit (ICU), postoperative complications have also
been found to influence long-term survival [1]. This emphasizes the
importance of early recognition and treatment of patients that
deteriorate towards a complication. Any substantial disturbance in
vital parameters has been found to precede the occurrence of
clinical deterioration [2e6]. When capturing these disturbed vital
parameters accurately using a wearable sensor, prediction or
recognition of the deteriorating patient may be improved.
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To help healthcare professionals to identify patients at risk, early
warning scores such as National Early Warning Score (NEWS) and
Modified EarlyWarning Score (MEWS) were developed [7,8]. At the
general ward vital parameters and the accompanying earlywarning
scores are assessed by nursing staff in so called spot checks. These
spot checks are typically performed manually once every 8 h by
nursing staff and therefore result in substantial workload. Addi-
tionally, the vital parameters are often poorly registered which is
especially the case for respiration rate [9e12]. Moreover, these spot
checks only represent the vital parameters at the moment of
assessment while vital parameters during the rest of the time and
trends remain unknown.

Recent advances in technology allow for the development of
wearable sensors to continuously measure vital parameters in the
general ward or even at home. One of these techniques is seismo-
cardiography, where signals obtained from an accelerometer
positioned at the chest can be used to assess the heartrate (HR).
Additionally, an accelerometer is capable of measuring chest
movement and can determine the respiration rate (RR) of patients.
The Healthdot (Philips Electronic Nederland BV) is a recently
developed accelerometer-based wearable in the form of a small
patch. This device is applied to the patient's left lower rib by an
adhesive layer. The device can unobtrusively measure vital pa-
rameters for up to two weeks without requiring any effort from the
patient or nursing staff for data capture and transmission. The
measured HR and RR are transmitted via a nationwide low-power
wide-area network (LoRa) both in- and outside the hospital. The
accuracy of the Healthdot was previously studied in post-operative
bariatric patients [13]. This population is characterized by a short
postoperative hospital stay and low complication rate. In contrast,
the present study assesses the accuracy of the Healthdot in post
major abdominal cancer surgery, a population with a high risk of
complications and prolonged hospital stay. Therefore, this popu-
lation could benefit during their hospital stay from continuous
monitoring for deterioration instead of spot-check measurements.

In the present study, we aim to determine the accuracy of the
Healthdot for continuous monitoring of HR and RR in postoperative
major abdominal surgery patients by comparison of the measured
vital parameters to the reference provided by ECG and capnography
from a patient monitor in ICU and post-anesthesia care unit (PACU).

2. Materials and Methods

2.1. Study population

The present study population is part of the TRICA study
NCT03923127, a single center study on data using wearable sensors
in post-operative patients in a tertiary hospital (Catharina Hospital,
Eindhoven, The Netherlands). The trial was approved by the med-
ical ethical committee (Maxima Medical Center, Veldhoven, The
Netherlands (W19.001)).

A total of 150 patients was included in the TRICA trial. All adult
patients scheduled for major abdominal oncological surgery from
April 2019 to August 2020 were eligible for participation. Patients
were not included if they met any of the following exclusion
criteria: pregnant or breastfeeding, allergy to tissue adhesives,
antibiotic resistant skin infection, active implantable device or any
skin condition at the area of application of the devices. Additionally,
patients had to bewilling and able to sign informed consent prior to
the start of the research procedures.

2.2. Data collection

The investigated device, Healthdot, is a wearable patch of
5 � 3 cm that weights 13.6 g. The device is applied to the patients’
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lower left rib on the mid-clavicular line. The accelerometer-based
wearable combines seismocardiography and the displacement
along different reference axis to calculate HR and RR [14,15]. The HR
and RR measurements are stored on the internal memory of the
Healthdot with a time interval of 8 s and 1 s, respectively. Every
5 min, averages of the collected data over the past 5 min are
transferred to a cloud server. The HR and RR measurements from
the internal memory of the Healthdot were used for the present
analysis, HR data was resampled to a 1 s interval using linear
interpolation. For every HR and RR measurement, the Healthdot
reports a quality index between 0 and 100. Low quality scores are
mostly caused by motion artefacts. Only measurements with
quality index >0 were included in the analysis.

Immediately after surgery, the Healthdot was applied in the
PACU or ICU, whichever was applicable for the patient. The wear-
able patch sensor then collected vital parameters (HR and RR) for a
period of two weeks. Vital parameters of 34 major abdominal
cancer surgery patients were extracted from the bedsidemonitor in
PACU or ICU and saved in real time, allowing comparison between
the vital parameters measured by the Healthdot and the reference
monitor. The logging of measurements from the reference monitor
started once the patient was no longermechanically ventilated. The
majority of patients arrives at the ICU without mechanical
ventilation.

The reference data for HR was obtained by logging the ECG and
RR by logging the capnography signal from the bedside monitor. In
ICU, vital parameters were extracted from the Philips IntelliVue
MP70 monitor using the IntelliVue software with frequency of
250 Hz for HR and 1 Hz for RR. In the PACU, vital parameters were
extracted from the CAR-ESCAPE monitor B650 (GE Healthcare,
Milwaukee, WI USA) using the iCollect software (GE Healtcare)
with a sample frequency of 100 Hz for HR and 0.1 Hz for RR. The
ECG and capnography signals from both reference monitor systems
were visually inspected for low quality measurements, only good
quality measurements were included in the analysis.

2.3. Data analysis

The Healthdot and reference monitor measurements were
synchronized based on the temporal sequence of HR values by
applying a means of cross-correlation and by applying manual
correction when needed in order to define time offset and drift
between the clock of the two devices. Any clock drift were cor-
rected by using linear interpolation of the time base for the
Healthdot dataset [13]. Patients with a reference recording length
of at least 30 min were included in the analysis. This minimum
recording length was chosen as the busy clinical postoperative
environment could impair the data collection. Additionally, pa-
tients with less than 5% sufficient quality Healthdot are excluded
from further analysis.

The agreement between the Healthdot and reference monitor
measurements was visualized using Bland-Altman plots [16]. The
mean difference, or bias, limits of agreement, within and between
subject variation were calculated while considering that repeated
measures of the same patient were collected using the method by
Zou et al. [17]. The corresponding 95% confidence intervals around
the limits of agreement were assessed using MOVER [17].

The American National Standards Institute consensus standard
states that for HR measurements the error should be � 10% or �5
bpm, whichever is greater [18]. We consider an error of �5 bpm for
HR and �3 rpm for RR to be clinically acceptable.

To quantify the implications of the difference between the
Healthdot and reference monitor Clarke error grid analysis was
performed [19]. Since normal resting HR and RR of the included
patients are unknown, the size of alteration from a normal resting



Table 1
Demographics.

Variable [unit] Value

Number of included patients 27
Female [%] 12 [44%]
Age [Years] 64 (11)
BMI [kg/m2] 26 (4)
Surgery type
- Esophagectomy [%] 6 [22%]
- HIPEC [%] 7 [26%]
- PPPD [%] 3 [11%]
- LAR/APR with IORT [%] 5 [19%]
- LAR/APR without IORT [%] 4 [15%]
- Debulking [%] 2 [7%]
Duration of Surgery [min] 346 (123)

Continuous variables are presented as mean (SD). BMI: body mass index; HIPEC:
Hyperthermic intraperitoneal chemotherapy; PPPD: pylorus preserving pan-
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HR and RR could not be estimated. Therefore, the collected datawas
distributed between different zones based on the cut-off bound-
aries of the Modified Early Warning score [8,20]. Zone A represents
data points that differ less than 20% from the reference or are
correctly identified as bradycardia/bradypnea. Zone B represents
data points that differ more than 20% but would not cause un-
necessary treatment. Zone C represents points that would lead to
unnecessary treatment for patients with normal vital parameters.
Zone D represents failure to detect impaired HR or RR. Zone E
represents data points where impaired HR or RR are confused.
Since the Healthdot transfers 5-min averages to a cloud server, and
in future clinical practice treatment decisions would therefore be
made on 5-min intervals rather than second to second data, Clarke
error grid was repeated for data averaged on 5-min intervals as
well.
craticoduodenectomy; LAR: low anterior resection; APR: abdominoperineal resec-
tion; IORT: intraoperative radiation therapy.
3. Results

A total of 34 patients was enrolled (Fig. 1). HR data of patients
were excluded from analysis due to insufficient recording length
(n ¼ 6) or insufficient high-quality data (n ¼ 3). For RR analysis, 13
patients were excluded due to insufficient recording length (N ¼ 9)
or unavailable high-quality capnography reference data (N ¼ 4).
Demographics of the study population are shown in Table 1.

For HR, a total of 106 h of data was collected from 25 patients
with a median of 3 h per patient (min: 32 min, max: 10 h). Of the
second-to-second measurements, 60% had sufficient quality
(quality index >0) for analysis. After discarding the low-quality
proportion, 1% of the total amount of measurements had to be
discarded due to low quality reference measurements.

For RR, a total of 102 h of data was collected, originating from 21
patients. A median of 5 h of RR measurements was collected per
patient (minimum: 40 min, maximum: 11 h). Of the second-to-
second measurements, 97% had sufficient quality to be analyzed.
After this filter, another 25% had to be excluded due to poor
reference quality. Details on the availability are shown in Table 2.

Fig. 2 and Table 2 show the results of the Bland Altman analysis.
For HR, the bias was 0.23 bpm and 97% of the Healthdot
Fig. 1. Flowchart of patient inclusion for HR (Heart Rate) and RR (Respiration Rate) analysis.
the HR analysis, 2 are only included in the RR analysis and 19 are included in both analyse
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measurements differ �5 bpm from the reference measurements.
The Bland-Altman plot shows a small number of data points
measured by the Healthdot in the upper right corner which are
twice as high compared to the reference measurement. These
‘doubled’measurements originate from a single patient. For RR, the
bias was�0.28 rpm, the absolute difference between the Healthdot
and reference monitor is � 3 in 87% of the measurements.

The Clarke error grid analysis in Fig. 3 and Table 3 illustrates the
clinical relevance of the differences. For both HR and RR, the ma-
jority of the measurements lies in zone A (HR: 99.8%, RR: 83.2%).
Zone B includes all remaining data points for HR and themajority of
the remaining data points for RR (HR: 0.2%, RR 14.7%). For RR, a
limited percentage of the measurements lies in the areas C, D and E
(0.1%,1.9%, 0.1% respectively). Data points in these areas might cause
unnecessary or inadequate treatment and are therefore undesir-
able. The combination of zones A and B, which are the clinically
acceptable ranges since data points in these zones will not lead to
any unnecessary treatment, includes 100% of the HRmeasurements
and 97.8% of the RR measurements.
A total of 27 patients was included in the data analysis, of which 6 are only included in
s.



Table 2
Agreement of heart rate and respiratory rate measured by Healthdot versus reference monitor.

HR RR

Data availability
Number of patients 25 21
Number of measurements 382 390 367 259
Good quality Healthdot

measurements
240 535 (63%) 355 647 (97%)

Good quality reference
measurements

372 440 (97%) 268 909 (73%)

Both good Quality
measurements

237 928 (62%) 263 742 (72%)

Bland-Altman analysis
Pearsons correlation coefficient 0.97 0.7
Bias (SD) [bpm/rpm] 0.23 (3.7) �0.28 (2.8)
Lower limit of agreement [95% CI]
[bpm/rpm]

�6.97 [ �8.5: �5.9 ] �5.74
[ �6.1: �5.4 ]

Upper limit of agreement [95% CI]
[bpm/rpm]

7.43 [ 6.3 : 9 ] 5.19 [ 4.9 : 5.6 ]

Within subject variation [bpm/rpm] 7.9 7.2
Between subject variation [bpm/rpm] 5.6 0.5
% within 5 bpm or 3 rpm 97 87

Number of measurements are reported with the corresponding percentage of the total amount of measurements.

Fig. 2. Bland-Altman plots of the HR (left) and RR (right) for the Healthdot versus reference monitor. Limits of agreement are indicated by the black lines, dashed lines represent the
95% Confidence intervals of the limits of agreement.
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Next, the data was averaged over 5-min intervals, leading to a
reduction in the amount of data points. The down sampled HR data
showed a bias of �0.28 bpm and 96% of the measured HR values
were within the predefined�5 bpm. For 96% of the 5-min intervals,
high quality HR data was available. Excluding the data from the
patient with the ‘doubled’ frequency would result in a bias of �1.17
bpm. For RR the down sampled data had a bias of�0.29 rpm, 95% of
the measurements were within the predefined �3 rpm. For 99% of
the 5-min intervals high quality RR data was available.

The Clarke error grid analysis was repeated for the down
sampled data, results are shown in Fig. 3 and Table 3. For HR, 100%
of the down sampled data points were within the clinically
acceptable areas A and B. For RR, 99.4% was within these zones,
indicating that in less than 1% of the RR data points the difference
between the Healthdot and reference could result in failure to
detect tachy/bradypnea.

4. Discussion

The accuracy of the Healthdot to measure vital parameters in
patients after major abdominal surgery was assessed by
920
comparison with vital parameters measured by the reference pa-
tient monitor. On a second to second analysis, 97% of the HR and
87% of the RR measurements were within 5 bpm and 3 rpm of the
reference monitor, provided that good quality data was obtained.
Since good quality data was only 63% of the measurements, the
Healthdot is not able to replace beat-to-beat measurements. The
Healthdot is intended to monitor patients remotely using 5-min
averaged data that the Healthdot sends to a cloud server. There-
fore, the accuracy of 5-min averaged data was also assessed. This
resulted in a decreased amount (37%e4%) of low quality mea-
surement intervals and 96% of the HR and 95% of the RR mea-
surements within 5 bpm and 3 rpm of the reference monitor,
demonstrating that Healthdot is able to accurately measure HR and
RR on 5-min intervals.

To assess the clinical implications of the differences between the
Healthdot's vital measurements and the reference monitor's mea-
surements, a Clarke error grid analysis was performed. The 5-min
averaged data was in the clinically acceptable regions for at least
99% of both HR and RR measurements, therefore we conclude that
the clinical performance of the Healthdot in the current cohort is
good.



Fig. 3. Clarke error grid for HR (left) and RR (right) comparing the measurements of the reference monitor (x-axis) and the Healthdot measurements (y-axis). Panel I shows results
for the second-to-second comparisons, panel II shows results for the 5 min averaged data. Zone A represents data points that differ less than 20% from the reference or are correctly
identified as bradycardia/bradypnea. Zone B represents data points that differ more than 20% but would not cause unnecessary treatment. Zone C represents points would lead to
unnecessary treatment for patients with normal vital parameters. Zone D represents failure to detect brady- or tachy-cardia/pnea. Zone E represents data points where brady- and
tachy-cardia/pnea are mixed up.

Table 3
Clarke error grid analysis.

Second to second comparisons

A B C D E A þ B

HR 237 495 (99.8%) 433 (0.2%) 0 (0%) 0 (0%) 0 (0%) 237 928 (100%)
RR 219 362 (83.2%) 38 665 (14.7%) 383 (0.1%) 5114 (1.9%) 218 (0.1%) 258 027 (97.8%)

5 min averaged data

A B C D E A þ B

HR 1197 (98.7%) 16 (1.3%) 0 (0%) 0 (0%) 0 (0%) 1213 (100%)
RR 885 (93.2%) 59 (6.2%) 0 (0%) 6 (0.6%) 0 (0%) 944 (99.4%)
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The accuracy of the Healthdot for 5-min averaged data was
previously studied in bariatric patients where 90.5% of the HR
measurements were within the 5 bpm and 88.5% of the RR mea-
surements were within the 3 rpm threshold [13]. The higher per-
centages found in the present study could be explained by the
higher BMI in the bariatric study population as the presence of
subcutaneous fat around the chest might impair accelerometer
measurements. Both in the bariatric cohort and the present major
abdominal cancer surgery cohort the Healthdot was accurate and to
be considered for remote monitoring of postoperative patients.
921
Accuracy of other wearable devices that monitor HR and/or RR
have been published, including the performance of the Philips
biosensor were 72.8% of the RR measurements lie within the 3 rpm
threshold in a minute-to-minute comparison [21]. In the present
study 87% of the second-to-second comparisons and 95% of the 5-
min averaged Healthdot data met the 3 rpm threshold, the
Healthdot thus appears to be able to measure RR more accurately
than the biosensor. Breteler et al. studied the clinical performance
of two other wearable patch sensors, the SensiumVitalis system
and the HealthPatch MD, in high-risk surgical patients. The
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SensiumVitalis patch showed 99% of HR and 92% of the RR mea-
surements were within the clinically acceptable zones A and B in a
Clarke error grid analysis of data analyzed with a frequency of once
a minute [20]. Our second-to-second analysis showed a similar
performance despite the higher sampling frequency. For the
HealthPatch, Breteler et al. reported 100% of the HR and 77% of the
RR measurements in zone A and B on 1-min interval data [20].
Again, our results for the Healthdot show similar accuracy for HR
however, for RR the Healthdot results show a significantly higher
percentage of data in the clinically acceptable zones compared to
the HealthPatch.

A limitation of the Healthdot is the large amount (37%) of low-
quality data for HR in 1 s measurements. This was reduced after
5-min averaging to 4%. Additionally, HRmeasured by the Healthdot
was of insufficient high quality in 3 patients to include them in the
analysis. The amount of missing HR data and the delay in reported
vitals due to the 5-min averaging make the device unsuitable for
high-care environments such as the operating theatre, post-
anesthesia care unit or ICU where real-time beat-to-beat mea-
surements are required. However, the device's 5-min interval re-
sults in an up to 96-fold increase of the measurements in the
general wardwhere spot checks are typically performed once every
8 h. Even in case of missing data, the device is still able to measure
vital parameters much more frequently than in current clinical
practice and will therefore be a valuable tool. Moreover, the device
could be suitable for monitoring vital parameters patients at home
after discharge.

A limitation of the reference data is the use of capnography,
despite being the gold standard for perioperative RR monitoring
[22]. Measurements can be compromised by movement or removal
of the nasal cannula or occlusion of the nasal cannula against the
nasal mucosa [23]. Therefore, measurement of respiration rate re-
mains a challenging task in the spontaneously breathing popula-
tion. These difficulties resulted in 27% of low-quality capnography
reference data and 4 patients where no or insufficient reference
data could be obtained. Additionally, recording length was
impaired as the logging software occasionally failed to work.

We observed an abnormally high HR in one of the patients,
approximately twice as high as the reference HR. These ‘doubled’
HR measurements were previously observed in 3 patients from the
bariatric cohort which studied the Healthdot's accuracy. The hy-
pothesis was that contraction of the atria followed by the ventricles
could be assessed by the Healthdot as separate heart beats.
Consequently, the calculated heartrate is doubled [13]. These
‘doubled’ HR measurements could unnecessarily trigger undesir-
able alarms in clinical practice. Nevertheless, inclusion of the pa-
tient with outlying HR measurements did not compromise the
overall clinical performance of the Healthdot.

Future research should focus on the real world clinical use of
vital parametersmeasured by awearable in the general ward and at
home after discharge. New early warning scores incorporating
continuous measurements of merely HR and RR can be developed,
compared to conventional early warning scores, validated and
implemented in clinical practice for the purpose of early detection
of postoperative complications. The present study establishes the
accuracy of vital parameters measured by a wearable in a realistic,
clinically relevant, high risk postoperative population and is an
important first step towards the development of wearable based
early warning scores.

5. Conclusions

The Healthdot accurately measured HR and RR in the present
cohort of patients recovering from major abdominal surgery.
Providing unobtrusive, automatic, wireless and continuous
922
measurement of heart- and respiratory rate and sufficient coverage
on 5-min intervals, the Healthdot is clinically acceptable when
sufficient quality measurements have been obtained. The Health-
dot may therefore be valuable in low-acuity care settings such as
the general ward or at home.

Funding

The author(s) received no specific funding for this work.

Author contribution

Jonna van der Stam: Investigation; Data curation; Methodology;
Writing e original draft; Writing e review & editing; Visualization.
Eveline Mestrom: Conceptualization; Investigation; Data curation;
Writing e original draft; Writing e review & editing. Jai Scheer-
hoorn: Investigation; Writing e review & editing. Fleur Jacobs:
Investigation; Writing e review & editing. Ignace de Hingh:
Conceptualization; Supervision; Writing e review & editing. Natal
van Riel: Supervision; Writing e review& editing. Arjen-Kars Boer:
Supervision; Writing e review & editing. Volkher Scharnhorst:
Supervision; Writing e review & editing. Simon Nienhuijs:
Conceptualization; Supervision;Writinge review& editing. Arthur
Bouwman: Conceptualization; Supervision; Writing e review &
editing.

Declaration of competing interest

The authors declare the following financial interests/personal
relationships which may be considered as potential competing
interests: R. Bouwman acts as clinical consultant for Philips
Research in Eindhoven, The Netherlands. This did not affect the
work or decision to submit this paper for publication.

Acknowledgements

This study was initiated from the Eindhoven MedTech Innova-
tion Center (e/MTIC), the project is a collaboration of the Catharina
Hospital in Eindhoven, Technical University of Eindhoven, and
Philips Research of the Netherlands. The authors wish to thank
Philips research for their constructive and practical contributions.

References

[1] Straatman J, Cuesta MA, de Lange, de Klerk ESM, van der Peet DL. Long-term
survival after complications following major abdominal surgery. J Gastrointest
Surg 2016;20:1034e41. https://doi.org/10.1007/s11605-016-3084-4.

[2] Buist M, Bernard S, Nguyen Tv, Moore G, Anderson J. Association between
clinically abnormal observations and subsequent in-hospital mortality: a
prospective study. Resuscitation 2004;62:137e41. https://doi.org/10.1016/
j.resuscitation.2004.03.005.

[3] Hillman KM, Bristow PJ, Chey T, Daffurn K, Jacques T, Norman SL, et al. An-
tecedents to hospital deaths. Intern Med J 2001;31:343e8. https://doi.org/
10.1046/j.1445-5994.2001.00077.x.

[4] Fuhrmann L, Lippert A, Perner A, Østergaard D. Incidence, staff awareness and
mortality of patients at risk on general wards. Resuscitation 2008;77:325e30.
https://doi.org/10.1016/j.resuscitation.2008.01.009.

[5] Hillman KM, Bristow PJ, Chey T, Daffurn K, Jacques T, Norman SL, et al.
Duration of life-threatening antecedents prior to intensive care admission.
Intensive Care Med 2002;28:1629e34. https://doi.org/10.1007/s00134-002-
1496-y.

[6] Nurmi J, Harjola VP, Nolan J, Castr�en M. Observations and warning signs prior
to cardiac arrest. Should a medical emergency team intervene earlier? Acta
Anaesthesiol Scand 2005;49:702e6. https://doi.org/10.1111/j.1399-
6576.2005.00679.x.

[7] Royal College of Physicians. National early warning score (NEWS) 2.
WwwRcplondonAcUk/Projects/Outputs/National-Early-Warning-Score-
News-2 2017.

[8] Subbe CP, Kruger M, Rutherford P, Gemmel L. Validation of a modified early
warning score in medical admissions. QJM - Monthly Journal of the Associa-
tion of Physicians 2001;94:521e6. https://doi.org/10.1093/qjmed/94.10.521.

https://doi.org/10.1007/s11605-016-3084-4
https://doi.org/10.1016/j.resuscitation.2004.03.005
https://doi.org/10.1016/j.resuscitation.2004.03.005
https://doi.org/10.1046/j.1445-5994.2001.00077.x
https://doi.org/10.1046/j.1445-5994.2001.00077.x
https://doi.org/10.1016/j.resuscitation.2008.01.009
https://doi.org/10.1007/s00134-002-1496-y
https://doi.org/10.1007/s00134-002-1496-y
https://doi.org/10.1111/j.1399-6576.2005.00679.x
https://doi.org/10.1111/j.1399-6576.2005.00679.x
http://WwwRcplondonAcUk/Projects/Outputs/National-Early-Warning-Score-News-2%202017
http://WwwRcplondonAcUk/Projects/Outputs/National-Early-Warning-Score-News-2%202017
https://doi.org/10.1093/qjmed/94.10.521


J.A. van der Stam, E.H.J. Mestrom, J. Scheerhoorn et al. European Journal of Surgical Oncology 48 (2022) 917e923
[9] Hillman K. Introduction of the medical emergency team (MET) system: a
cluster-randomised controlled trial. Lancet 2005;365:2091e7. https://doi.org/
10.1016/S0140-6736(05)66733-5.

[10] Chen J, Hillman K, Bellomo R, Flabouris A, Finfer S, Cretikos M. The impact of
introducing medical emergency team system on the documentations of vital
signs. Resuscitation 2009;80:35e43. https://doi.org/10.1016/
j.resuscitation.2008.10.009.

[11] Cretikos MA, Bellomo R, Hillman K, Chen J, Finfer S, Flabouris A. Respiratory
rate: the neglected vital sign. Med J Aust 2008;188:657e9. https://doi.org/
10.5694/j.1326-5377.2008.tb01825.x.

[12] Chua WL, Mackey S, Ng EKC, Liaw SY. Front line nurses' experiences with
deteriorating ward patients: a qualitative study. Int Nurs Rev 2013;60:501e9.
https://doi.org/10.1111/inr.12061.

[13] Jacobs F, Scheerhoorn J, Mestrom E, van der Stam J, Bouwman RA, Nienhuijs S.
Reliability of heart rate and respiration rate measurements with a wireless
accelerometer in postbariatric recovery. PLoS One 2021;16:e0247903. https://
doi.org/10.1371/journal.pone.0247903.

[14] Yang CC, Hsu YL. A review of accelerometry-based wearable motion detectors
for physical activity monitoring. Sensors 2010;10:7772e88. https://doi.org/
10.3390/s100807772.

[15] di Rienzo M, Vaini E, Castiglioni P, Merati G, Meriggi P, Parati G, et al.
Wearable seismocardiography: towards a beat-by-beat assessment of cardiac
mechanics in ambulant subjects. Auton Neurosci: Basic and Clinical 2013;178:
50e9. https://doi.org/10.1016/j.autneu.2013.04.005.

[16] Martin Bland J, Altman DG. Statistical methods for assessing agreement be-
tween two methods OF clinical measurement. Lancet 1986;327:307e10.
923
https://doi.org/10.1016/S0140-6736(86)90837-8.
[17] Zou GY. Confidence interval estimation for the Bland-Altman limits of

agreement with multiple observations per individual. Stat Methods Med Res
2013;22:630e42. https://doi.org/10.1177/0962280211402548.

[18] Ansi/AAMI EC13. Cardiac monitors, heart rate .American National Standard
ANSI/AAMI EC13:2002. n.d, https://pdfslide.net/documents/ansiaami-
ec132002-cardiac-monitors-heart-rate-american-national-standard.html;
2002 (accessed April 29, 2021).

[19] Clarke WL, Cox D, Gonder-Frederick LA, Carter W, Pohl SL. Evaluating clinical
accuracy of systems for self-monitoring of blood glucose. Diabetes Care
1987;10:622e8. https://doi.org/10.2337/diacare.10.5.622.

[20] Breteler MJM, KleinJan EJ, Dohmen DAJ, Leenen LPH, van Hillegersberg R,
Ruurda JP, et al. Vital signs monitoring with wearable sensors in high-risk
surgical patients a clinical validation study. Anesthesiology 2020;132:
424e39. https://doi.org/10.1097/ALN.0000000000003029.

[21] Li T, Divatia S, McKittrick J, Moss J, Hijnen NM, Becker LB. A pilot study of
respiratory rate derived from a wearable biosensor compared with capnog-
raphy in emergency department patients. Open Access Emerg Med 2019;11:
103e8. https://doi.org/10.2147/OAEM.S198842.

[22] Touw HRW, Verheul MH, Tuinman PR, Smit J, Th€one D, Schober P, et al.
Photoplethysmography respiratory rate monitoring in patients receiving
procedural sedation and analgesia for upper gastrointestinal endoscopy. J Clin
Monit Comput 2017;31:747e54. https://doi.org/10.1007/s10877-016-9890-0.

[23] Mimoz O, Benard T, Gaucher A, Frasca D, Debaene B. Accuracy of respiratory
rate monitoring using a non-invasive acoustic method after general anaes-
thesia. Br J Anaesth 2012;108:872e5. https://doi.org/10.1093/bja/aer510.

https://doi.org/10.1016/S0140-6736(05)66733-5
https://doi.org/10.1016/S0140-6736(05)66733-5
https://doi.org/10.1016/j.resuscitation.2008.10.009
https://doi.org/10.1016/j.resuscitation.2008.10.009
https://doi.org/10.5694/j.1326-5377.2008.tb01825.x
https://doi.org/10.5694/j.1326-5377.2008.tb01825.x
https://doi.org/10.1111/inr.12061
https://doi.org/10.1371/journal.pone.0247903
https://doi.org/10.1371/journal.pone.0247903
https://doi.org/10.3390/s100807772
https://doi.org/10.3390/s100807772
https://doi.org/10.1016/j.autneu.2013.04.005
https://doi.org/10.1016/S0140-6736(86)90837-8
https://doi.org/10.1177/0962280211402548
https://pdfslide.net/documents/ansiaami-ec132002-cardiac-monitors-heart-rate-american-national-standard.html
https://pdfslide.net/documents/ansiaami-ec132002-cardiac-monitors-heart-rate-american-national-standard.html
https://doi.org/10.2337/diacare.10.5.622
https://doi.org/10.1097/ALN.0000000000003029
https://doi.org/10.2147/OAEM.S198842
https://doi.org/10.1007/s10877-016-9890-0
https://doi.org/10.1093/bja/aer510

	Accuracy of vital parameters measured by a wearable patch following major abdominal cancer surgery
	1. Introduction
	2. Materials and Methods
	2.1. Study population
	2.2. Data collection
	2.3. Data analysis

	3. Results
	4. Discussion
	5. Conclusions
	Funding
	Author contribution
	Declaration of competing interest
	Acknowledgements
	References


