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The Various Stress Patterns of Press-Fit, Ingrown, 

and Cemented Femoral Stems 

R. HUISKES, PH.D. 

Finite-element analysis was used to study the gen
eral differences in load-transfer mechanisms and 
stress patterns of cemented, fully ingrown, proxi
mally ingrown, and smooth press-fitted femoral 
stems in total hip arthroplasty (THA). Identical 
stems were used for the noncemented configura
tions and a similar stem shape for the cemented 
configurations. In each model, bone properties and 
loading characteristics were equal. Stem elastic 
moduli were varied so that the effects of cobalt
chromium-molybdenum (CoCrMo) and titanium 

.;: .. as different stem materials could be assessed. The· ... 
load-transfer mechanism is similar for all bonded 
configurations but differs dramatically for un
bonded stems, e.g., press-fit designs. In the bonded 
configurations, interface stress concentrations oc
cur on the proximal and distal sides. Stress value 
depends on stem rigidity, with higher proximal 
stress occurring in cemented stems and higher dis-
tal stress in noncemented stems. In the press-fit 
stem, the interface stresses are affected more by 
stem shape as a geometric entity and less by stem 
rigidity. Considering possible postoperative fail
ure mechanisms, such as interface loosening and 
cortical bone loss, titanium is expected to produce 
better results in noncemented stems and CoCrMo 
in cemented stems. Cortical stress shielding as a 
qualitative phenomenon is caused by all stems, par
ticularly in the calcar region. Quantitatively, 
stress-shielding effects differ with each type of fix
ation used. Stress-shielding effects are severe in 
fully ingrown stems.and milder in cemented stems 
because of the differences in stem rigidity. The 
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proximally ingrown stem falls between the fully 
ingrown and cemented stems in regard to stress 
shielding because stress transfer is more evenly 
distributed along the stem and concentrated at the 
lower coated edge. The press-fit stem provokes 
calcar stress shielding only. In the midstem region 
the stresses in the cortex are even greater than in 
the natural case. 

The transfer of load from prosthesis to 
bone is one of the most important functions 
ofa femoral' hh; st~m:The stress patterns as
sociated with the load-transfer mechanism 
may have important effects on the endurance 
of the prosthesis. Long-term follow-up stud
ies of cemented total hip prostheses have in
dicated that prosthetic loosening is fre
quently associated with cement (fatigue) frac
ture or failure of the cement-bone and 
stem-cement interfaces or both. 8.20,27 Non
cemented stems lack the relative mechanical 
weaknesses of acrylic cement and its inter
faces with metal and bone. However, exces
sive stem-bone interface stresses may cause 
local relative (micro) motions that could pro
voke midthigh pain, prevent bony ingrowth 
and osseus integration, or produce interface 
bone resorption and fibrous-tissue interposi
tion. 8,I0,30 Noncemented stems are known to 
produce proximal bone resorption because of 
strain-adaptive bone remodeling caused by 
excessive stress shielding.9,17,18,28 This effect 
also threatens the endurance of the system 
and is related to the stress patterns associated 
with the load transfer mechanism. 

It is important for clinicians and prosthetic 
designers to develop an understanding of the 



Number 261 
December, 1990 

bone-prosthesis structure. and the side plate ac
counts for the three-dimensional structural integ
ritv of the bone. The element thicknesses were 
no~uniform and determined from the real thick
nesses of the separate components. In this way. the 
flexural rigidities of the stem and the bone in the 
midfrontal plane were reproduced in the 
model. 13,16.29 Characteristic elastic moduli were 
taken for the stem (cobalt-chromium-molybde
num [CoCrMoJ. 2.0 X 105 MPa: titanium. 1.1 
X 105 MPa), for the cortical bone front and side 
plates (1.7 X 104 MPa), for the metaphyseal cortex 
(0,5 X 104 MPa). for the trabecular bone (1.0 X 103 

MPa), and for the acrylic cement (2.0 X 103 MPa). 
Elements were plane-stress quadrilaterals with 
four nodal points each. 

Three loading cases were considered (Fig. 1): FI 
according to the one-legged stance in gait,6 F2 lat
eralized 10°, and a pure bending moment, M. 
Force values up to 3000 N were considered, about 
four times body weight. 

The four configurations analyzed are shown in 
Figure 2; cemented, fully coated cementless, 
partly coated, and press-fit stems. All stem shapes 
were taken from Osteonics Omnifit prostheses 
(Allendale, New Jersey), Size 7 for the cemented 
one, and Size 10 for the noncemented ones. The 
cemented and fully coated configurations had 
bonded interfaces, allowing compressive, tensile, 
and shear stresses to be transferred. The cemented 
,stem'Yasassumed loose, from the cement mantle 
'aI6'ng the upperproiimolateral 'iO~mm distance. 
The tip of the noncemented stem was not in con
tact with any bone. The partly coated stem was 
assumed fully bonded at the coated sites only. The 
distal part of the partly coated stem and the press
fit stem over its full length were assumed loose, 

A B'~,,~ c· D~ 

fIGS. 2A-2D. The four stem configurations an
alyzed in the study: (A) cemented (CE), (B) fully 
ingrown (fully coated, FC), (C) partly ingrown 
(partly coated, PC), and (D) smooth press fitted 
(PF). 
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allowing compressive stress transfer only. Slip and 
tensile separation may occur. owing to the nonlin
ear gap elements applied (Marc Analysis. Palo 
Alto. California). The solution was obtained itera
tively in this case of loose interfaces. In all four 
cases. the bone geometry and loading conditions 
were identical. 

The stems were assumed to be made out of 
CoCrMo, but the effects of titanium were studied 
as well by reducing the elastic moduli of the stems. 
In addition to the above models. a finite-element 
analysis was carried out on the same bone without 
a prosthesis. as in the natural case. for the same 
loads. 

RESULTS 

The stress patterns obtained in the ce
mented model were typical for the load
transfer mechanism of cemented prostheses 
in general for loading case FI (Fig. 3). The 
predominant effect of the load was bending, 
generating compressive stresses on the me
dial surfaces. and tensile stresses on the lat
eral periosteal surfaces of the bone in the lon
gitudinal direction (bending stresses). 

The stem was also loaded predominantly 
in bending. with longitudinal compression 

. along its mediaHacesandtension alvng its 
lateral faces (Fig. 3). The medial compressive 
stress values increased from about 80 MPa on 
the proximomedial side to a maximum of 
about 140 MPa at one-third of the stem 
length, then graduaily reduced to zero MPa 
at the tip. The tensile bending stress pattern 
on the lateral side was similar, with a maxi
mum of about 100 MPa, which was lower 
than the compression on the medial side. 

As is typical for intramedullary stem fixa
tion, concentrations of stress transfer be
tween stem and bone occur proximally and 
distaily. This has consequences for the 
stresses at the stem-cement and the cement
bone interfaces and in the cement itself in 
these regions. Interface stress transfer can be 
characterized by shear and normal (perpen
dicular) stress components, the latter of 
which, is either tensile or compressive. The 
normal and shear stress patterns at the me
dial and lateral stem-cement interfaces are 
also shovv'n in Figure 3. The proximal stress 
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load-transfer mechanism and its associated 
stress patterns in total hip prostheses, its rela
tionships with the particular mechanical 
characteristics of the prosthesis, and the 
chances for its long-term survival. The finite
element method is preeminently suited to 
provide information in this respect. 16 The 
stress patterns that occur in cemented femo
ral prostheses have been documented using 
this method.2,4,5,13-15,22,25,26 The principles of 
the load-transfer mechanism have been evalu
ated and the effects ofload, stem shape, mate
rial property, acrylic cement thickness, and 
calcar-collar contact have been studied. Gen
erally, the analyses have rendered an aware
ness of biomechanical stress phenomena. Fi
nite-element analyses of noncemented stems 
have been reported much less frequently. 17,24 

The finite-element studies of cemented 
prostheses have shown that the load-transfer 
mechanism in femoral stems, although rela
tively simple in principle. 13 creates complex 
stress patterns in the separate materials in
volved and at their interfaces. The stress pat
terns depend on the particular loading char-

.... acteristics~ the .shape .oLthe steItl,.ancith.e 
surrounding structures such as acrylic ce
ment. trabecular and cortical bone. the elas
tic properties of these materials, and the 
bonding characteristics of the interfaces. Inev
itably, a high variability in results has been 
reported in both analytic and experimental 
investigations. depending on the characteris
tics of the particular system studied. This 
emphasizes the need for generalized in
formation about the fundamental relation
ships between the stress patterns and the 
above-mentioned characteristics. 

The purpose of this study was to investi
gate differences between stress patterns as oc
curring in cemented. ingrown (or osseous in
tegrated). and press-fitted femoral prostheses. 
The objective was not to produce detailed in
formation on stress val ues occurring in partic
ular types of prostheses but rather to eval uate 
the principal, general effects of these three 
methods of fixation for the load-transfer 
mechanism. 
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For this purpose, a generalized finite-ele
ment model was developed in which the 
loading characteristics, the bone geometry, 
and the elastic properties 'for each fixation 
method were equal. The stem thickness dif
fered only for the cemented case but was still 
similar in shape, 

MA TERIALS AND METHODS 

Two-dimensional side-plate models were used 
for the analyses. 13 The frontplate of such a model 
(Fig. 1) reproduces the midfrontal plane of the 

side plate 

~ 

FIG. 1. Finite-element model of the prosthetic 
configuration of a noncemented stem. The front 
plate is shown. Three-dimensional bone integrity 
and rigidity characteristics in the frontal plane are 
accounted for by a side plate and nonuniform ele
ment thicknesses. Three hip-joint-Ioading cases 
are indicated, pure bending and two forces (3000 
N). F2 is rotated 10° laterally relative to Fl' 
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stem stress 
30 MPa 
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~=C2.i....L-LJ bone stress 30 MPa ------. 
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tension (+) shear 
compression (-) 

interface stress 
3MPa 
0----< 

FIGS. 3A AND 3B. (A) Bending stresses at the medial periosteal bone surface and at the medial and 
lateral faces of the stem as found for loading case FI in the cemented stem model. Positive represents 

. _____ teI1~ile ancinegativerepresents compressive stress. (B) NormaL direct stresses (tension, compression) and 
sheaf stresses at the medi~iand laterif stem,::,ceineritinterfacesfor'tnesameca.se. 

concentrations are high compared to the dis
tal ones, owing to the strongly tapered shape 
of the stem. These stresses are directly trans
ferred to the bone through the cement layer. 
Hence. similar patterns are found in the ce
ment and along the cement-bone interface. 

When the external force is rotated laterally 
by 10° as in loading case F2• its bending effect 
increases. As a result. almost all stress values 
increase, although the general patterns re
main similar. The maximal medial compres
sive stress in the stem due to bending in
creases from 80 to 190 MPa. and the maxi
mal lateral tensile stress increases from 140 to 
155 MPa. Proximal interface and cement 
stresses increased by about 50%. Most distal 
stresses increase by factors of two to four, but 
the maximal distolateral shear stress reduces 
by about 60%. 

The stress patterns for the noncemented, 
fully coated (and ingrown) stems followed 
the same general principles as the cemented 
one. The differences were mainly due to the 

increased rigidity of the thick, canal-filling 
stem. The stem was again loaded predomi
nantly in bending. Its bending stress values 
were about 30% less than in the cemented 
case, about 120 MPa maximal medial com
pression and 110 MPa maximal lateral ten
sion for the lateralized force F2. These maxi
mal values occurred in the midstem region, 
which was more distal when compared to the 
cemented stem. 

The interface stress patterns with concen
trations on the proximal and distal sides were 
also similar to the cemented case, but the val
ues shifted. with a reduction of about 30% on 
the proximal side and up to four times higher 
on the distal side. Hence, relative to the ce
mented prosthesis, more load was transferred 
distally and less proximally, which was 
purely an effect of the relative rigidity of the 
noncemented stem (Fig. 4). 

The shift in load transfer also affects the 
stresses in the cortex, as illustrated in Figure 
5, showing medial endosteal bending stresses 
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FIGS. 4A AND 4B. Interface stresses at the (A) 
cemented and (B) fully coated medial and lateral 
stem interfaces (loading case F2). Shown is the 
stress IJ, which is the vector sum of the normal 
direct interface stress IJ n and the interface shear 
stress T (IJ = (IJ~ + T2)1/2). CEo cemented: FC fully 
coated. 

as percentages of the natural ones for the ce
mented and fully coated stems. At the calcar, 
both stems caused similar stress-shielding ef-

c.: ieds."Farther distally ,however; the stress" 
shielding effects of the bulky, noncemented 
stem were much more severe than those of 
the relatively flexible cemented one. 

If the stems were made of titanium instead 
of CoCrMo alloy, their rigidities were re
duced by almost 50%. The principles of intra
medullary load transfer dictate l3.

22 that stem 
loading decrease (the stem takes a smaller 
portion of the load and the bone more). 
Hence, the bone stresses increase and more 

% of natural stress 

'~j+----~~JJ~~~~=~=~=IJ[ J ~~-IIIIIIII 
prox. dist. 

FIG. 5. Bone stresses along the medial periosteal 
cortex for the cemented (CE) and fully coated (FC) 
stems (both CoCrMo) as percentages of stresses 
occurring in the natural bone. illustrating the 
stress-shielding mechanism (loading case tvI). 
prox .. proximal; dis!.. distal. 
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+60% 

CE FC 
+1.0%, 

+20% 

o 

I 
+40%lrIJl 
+20% 

o 

-20% 

FIG. 6. Percentile effects of titanium versus 
CoCrMo alloy as stem material on the proximal 
and distal int~rface stresses and on the periosteal 
cortex stress for the cemented (CE) and fully 
coated (FC) stems (loading case F 1). 

load is transferred proximally and less dis
tally. These principles are reproduced in the 
present results (Fig. 6). The effects were more 
pronounced for the noncemented stem than 
for the cemented one. Proximal interface 
stresses (and also cement stresses in the ce
mented configuration) increased by 40% and 
60%. respectively. Distal interface (and ce
ment) stresses were reduced by 1 % to 8% and 
8% to 21 %. respectively. Stresses in the me
dial cortex increased by about 30% in the ce
mented configurations and by about 46% in 
the noncemented configurations. 

Compared to the fully coated stem, the 
partly coated stem transferred more stress in 
the proximal part and less in the distal un
coated parl. Stress transfer in the proximal 
methaphysis was very similar, but stress con
centrations occurred near the lower end of 
the coating, particularly in shear stress. The 
most important effects on the interface 
stresses are summarized in Figure 7. Relative 
to the fully coated stem case, the calcar inter
face stress remained unchanged. Near the 
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FIG. 7. Interface stresses at the proximaL mid
stem, and distal regions for the cemented (eE), 
fully coated (FC), and partly coated (PC) configu-
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side elastically when loaded. Interface stress 
transfer must rely exclusively on compres
sion since tension cannot exist, and, in the 
absence of friction, nor can shear stress. Be
cause the taper angle of the stem is relatively 
small, high compressive interface stress must 
be developed to equilibrate the axial force 
component. In the other three cases, in which 
the stem was bonded, equilibrium was main
tained predominantly by the interface shear 
stresses. Consequently, the interface (com
pressive) stresses for the press-fit stem are 
three to seven times higher than those for the 
partly coated stem (Fig. 9). Stresses are no 
longer concentrated in the proximal and dis-

rations (loading case F1). The interface stresses are O.l.--L--L...--">"""'---...Jo:.;,:,L-"", 
again the resultants (J of the interface normal ((In) 
and. shear .. {.I }.stresses (compare Eigure 4). .. 

distal coating edge, in the midstem region, 
medial and lateral interface stresses increased 
by factors of more than five. At the distal tip 
of the stem, the stresses at the loose interface 
reduced by factors of three (lateral side) and 
ten (medial side). 

As a consequence of this shift in load 
transfer from the distal tip to the coating 
edge, the stress-shielding effects in the cortex 
were much less severe in the midstem region 
(Fig. 8). In the calcar region, the cortical 
stresses were very similar in value. Farther 
distally. however, the stress-shielding effects 
around the partly coated stem were reduced 
relative to the fuily coated stem. From the 
midstem region. cortical stress values around 
the partly coated stem were very similar to 
those around the cemented one. 

The stress-transfer mechanism for the 
press-fit stem was dramatically different from 
the three other cases because the interface 
bond was uncoupled and the stem could sub-

CE FC PC 
FIG. 8. Bone stresses at four locations along the 

medial periosteal cortex for the cemented (CE). 
fuiiy coated (FC). and partly coated (PC) stems 
(loading case F1). 
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FIGS. 9A AND 98. The press-fitted stem (loading 
case F I ). (A) Compressive interface stresses. (8) 
Stem bending stresses. Positive represents tension 
and negative represents compression. 

tal areas. Notable is the compression that oc-
c .• cu'rsrntheiateraluppermidstem.region,just 

below the lateral curve of the stem (Fig. 9). 
This is a combined effect of elastic subsi
dence and stem curvature. Because of its cur
vature, subsidence of the proximal stem is re
sisted by the calcar and the stem is pushed 
laterally against the endosteal bone. This 
mechanism causes a peculiar bending pattern 
of the stem, also shown in Figure 9 . For the 
bonded stem cases, (compare Fig. 3), canti
lever beam bending in the stem was noticed 
because of evidence of compression at the me
dial faces and tension at the lateral faces. ;n 
the press-fit case, however, the stem was bent 
medially in the proximal and lateral areas 
and laterally in the midregion, similar to a 
stem SUbjected to a four-point bending load. 

The cortical bone stresses around the 
press-fit stem were also higher than those 
around the bonded stem, although some 
stress shielding still occurred in the calcar re
gion. Halfway along the stem, the cortical 
bone stresses were about three times as high 
as those for the cemented stem case and 
about twice as high as the intact natural bone. 
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The effects of the laterally rotated force F 2 
compared to the reference force FI on the 
stress values were much less significant for 
the press-fit stem as compared to the other 
three cases. The same was found when chang
ing the stem material from CoCrMo alloy to 
titanium. Both these findings indicate that in 
the case of unbonded interfaces, the axial 
force component of the hip-joint load is more 
prominent for the load-transfer mechanism 
than the bending component. contrary to 
what was found for bonded interfaces. 

DISCUSSION 

The present study used a two-dimensional, 
finite-element side-plate model to document 
the differences in stress transfer around ce
mented, bony ingrown (osseous integrated). 
and smooth press-fitted hip stems of similar 
shapes. Cement interfaces were assumed to 
be well bonded. coatings were assumed fully 
ingrown, and press-fitted interfaces were 
modeled as line-to-line interference fits. As a 
consequence.of this schematic approach, Jh~ 
results must be interpreted relative to each 
other, as indicative for the load-transfer 
mechanisms in the different cases. 

The two-dimensional side-plate model 
with nonuniform element thickness was used 
before. and comparisons with other models 
and experimental data have been made. 13-15 

In a recent study,29 it was shown that the 
stress patterns determined in such a model 
were equal to those determined in the mid
frontal plane in symmetric, three-dimen
sionaL finite-element models with symmetric 
loading such as those applied by Crownin
shield el a/. 4 However, cortical hoop stress 
cannot be determined in the two-dimen
sional case, although its effects are accounted 
for by the side plate. Also, effects of torsion 
cannot be studied. 

Nonsymmetric (anatomic) models are 
closer to geometric reality and show local 
stress details that are not seen in symmetric 
ones.2,15.22,25,26,29 However, under symmetric. 
frontal plane loading, the load-transfer mech
anism and the general stress patterns of these 
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anatomic models are reproduced in the 
three-dimensional symmetric and two-di
mensional side-plate models. 15,29 The latter 
model is less adequate when interfaces are 
unbonded. 

In the analyses, three hip-joint-loading 
cases were investigated. No trochanteric 
loading was assumed. Evidently, trochanteric 
loading changes the stress values in all mate
rials to a significant degree. 11,25 However, the 
emphasis in this study was on the load
transfer mechanism from stem to bone, 
which is more easily interpreted and com
pared when only hip-joint loading is consid
ered. The pure bending moment considered 
is not a physiologic load, but for several rea
sons it is well-suited to compare load-transfer 
mechanisms and bone stresses. 18,25 The pres
ent results showed that the bending compo
nent of the hip-joint force most predomi
nantly determines the stress patterns in the 
system rather than the axial (compressive) 
force atone; as long as,the interfaces are' 
bonded. 

The differences in load-transfer between 
cemented and fully coated (fully ingrown) 
stems are quantitative. not qualitative. in na
ture. The general patterns of cortical stress 
shielding, predominantly proximal and distal 
load transfer, and stem bending patterns are 
reproduced in both cases. Quantitative differ
ences are due to the relative rigidities of the 
stems. The flexural rigidity of the nonce
mented stem is about 3.6 times as high as the 
cemented one (midstem region). As a result, 
distal interface stress transfer increases at the 
expense of proximal stress transfer. and 
stress-shielding effects in the cortex area in
crease. These general rules for the effects of 
stem rigidity were established earlier.4,13,22 

If the stems were made of titanium, their 
rigidities would be reduced by almost 50%; 
hence. proximal stress transfer would be in
creased over distal stress transfer. Because of 
the relatively high proximal interface stresses 
created by the cemented stem and the relative 
weakness of these interfaces, 1,2 I changing to 
titanium would have been a poor alternative. 
Conversely, ingrown or osseous-integrated 
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interfaces are much stronger,3,12 and the dis
tal interface stresses are higher than the prox
imal ones in the ingrown case. Hence, chang
ing the noncemented ingrown stem to tita
nium would have been a valid option, and, in 
view of reduced stress shielding, a good alter
native. The noncemented stem made oftita
nium would still be almost twice as rigid as 
the cemented one made of CoCrMo alloy. 

Changing from a fully coated to a partly 
coated configuration shifts the distal shear 
stress concentration to the midstem region 
(near the edge of the coating) without in
creasing its maximal values. This phenome
non seems advantageous because it tends to 
involve the midstem part in stress transfer. 
Relative to the fully ingrown case, the stress 
transfer becomes more uniformly distributed 
over the stem length. Clinical results of pros
theses proximally coated with hydroxyapa
tite show that bone remodeling (roentgeno
graphic densification) occurs precisely where 

, the interface stress· concentrations occur;' 
near the distal coating edge. 12 As a result of 
midstem load transfer, the stress-shielding ef
fects in the cortex are also reduced relative to 
the fully coated configuration, reaching the 
same level as in the cemented case about half
way down the stem. On the proximal side, 
however, stress shielding is still severe in both 
cases, as was also found in strain-gauge analy
ses of other noncemented stems.7,11 

The question arises as to the mechanical 
function of the distal, uncoated part of the 
stem. The bending component of the hip
joint force tends to produce distal toggling of 
the stem, which is resisted by compression at 
the laterodistal interface. It may be argued 
that bending is resisted by the distal stem by 
lateral compressive interface stress. This 
stress would then be lower when the stem is 
longer, increasing the moment arm of the in
terface force. It may also be argued that the 
tendency for distal toggling is greater when 
the stem is longer, because it would be farther 
away from the rotation center. The compres
sive stresses, therefore, would be lower for a 
longer stem. In fact, the distal interface stress 
depends on the length and flexural rigidity of 
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the distal stem, the effect of rigidity becoming 
more significant when the stem is longer. 13 It 
is likely that the stem of a proximally coated 
prosthesis could be shortened considerably 
without notable effects on the load-transfer 
mechanism in general and with reduction of 
the distal stress values, An optimal value for 
the stem length could be determined, given 
the particular stem shape, 

When the interfaces are completely loose, 
as for a smooth press-fitted stem, the load 
transfer mechanism changes considerably, 
This is purely a consequence of the opportu
nity for elastic subsidence (slip) of the stem 
within the bone, This has two distinct effects, 
The first is illustrated in Figure 10, When the 
interface is unbonded and frictionless, shear 
stresses can no longer be developed. The stem 
will then subside until the interface compres
sion becomes high enough for its axial compo
nent to balance the axial force, The smaller 
the taper angle, the more compression is 
needed to develop the required equilibrium 

_,Jletw~entb,eaxi<llc:9Illpressive str~ss compQ~ 
nent and the axial force, The smaller the 
taper angle, the more elastic subsidence is re-

FIGS, lOA AND lOB. Schematic representation 
of load transfer from a straight tapered cone 
pushed into a cylindrical counterpart, (A) With 
bonded interfaces, shear stress is developed to ef
fectively equilibrate the compressive force ap
plied, (B) At a smooth, press-fitted interface, equi
librium relies on the relatively small vertical com
ponent of compressive interface stress, The cone 
must subside to develop the required compressive 
stress values depending on the rigidity of the 
surrounding structure, 
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quired, The amount of subsidence required 
also depends on the rigidity of the bone con
straint, The stiffer the bony shell, the more 
compressive stress will be developed for a par
ticular amount of subsidence. In reality, the 
rigidity of the bony constraint is nonuniform, 
i,e" much higher in the diaphysis than in the 
metaphysis, Therefore, the compressive 
stress patterns generated are also nonuni
form, 

Obviously, the mechanism described 
above would also be influenced by friction 
and the distribution of initial interface con
tact. Because of friction, shear stresses at the 
interface can be developed that assist the ax
ial components of the compressive stresses in 
balancing the axial force, In the present 
model, friction is neglected; therefore, quanti
tatively the results obtained are exaggerated, 
Very little is known about friction between 
implant and bone, In view of the biologic 
(wet) environment. the coefficient of friction 
between a smooth implant and endosteal 
bone is probably very low, 
. Wheninterfac~ contact is concernerl, tile 
present model assumes an idealized line-to
line interference fit, When only proximal fit 
is realized, the relative flexibility of the meta
physeal cancellous bone could allow subsi
dence until distal fit is obtained as welL Ifnot, 
the distal stem would toggle in the medullary 
canal, possibly creating endosteal resorption 
and midthigh pain, If only distal fit is real
ized, the relative stiffness of the diaphyseal 
bony constraint would not allow much elas
tic subsidence, This would result in a proxi
mal stress bypass, a mechanism similar to 
stress shielding,19 causing proximal cortical 
hone loss and interface resorption. Since so 
much depends on initial fit, which is difficult 
to realize consistently,23,32 it is likely that the 
clinical results of press-fitted stems will be 
somewhat unpredictable, 

The second effect ofloose interfaces allow
ing for elastic subsidence is illustrated in Fig
ure 11, Because the stem is not a straight 
taper, elastic subsidence as described above is 
not entirely possible because it causes the in
terface fit to lose conformity. The proximal 
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FIG. 11. Schematic representation of the subsid
ing mechanism of the press-fitted stem. The distal 
stem acts similar to the straight tapered cone. 
Proximally, however. subsidence is resisted by the 
curvature of the stem. The surrounding bone at
tempts to straighten out the stem. developing high 
compressive stresses proximomedially and midla
terally. The amount of subsidence is greatly exag
gerated to allow visualization. 

curvature causes a tendency for lateral rota
tion of the implant, the bone constraint tend
ing to straighten out the stem and, therefore, 
the peculiar bending mechanism of the stem 
described in the previous section. The stem 
requires elastic subsidence to develop the in
terface compression to balance the force but 
also its subsidence is resisted by its curvature. 
In this respect. the term press-fitted is a con
tradiction. 

Clinical OrthopaediCl; 
and Related Research 

The dependence of the load-transfer mech
anism on the interface bonding characteris
tics, which overshadow the effects of stem ri
gidity, was also noted earlier in analytic and 
experimental studies. 7,24 The load transfer 
mechanism of a press-fit stem depends very 
much on the stem shape as a geometric en
tity, whereas for cemented and ingrown 
stems the shape as a mechanical entity, in 
terms of rigidity, is more important. A differ
ent stem contour can create quite different 
stress patterns around press-fit stems, as 
found when comparing the Osteonics to the 
Zweymilller designs (AlloPro, Baar, Switzer
land).16 The same argument can be used for 
the difference between two-dimensional and 
three-dimensional finite-element models. 
Stress effects found for the press-fit stem case 
indicate that two-dimensional finite-element 
models will be much less accurate in describ
ing the true stress patterns than those for 

,', bQIldedjnterfac;es,p,artic;ularly wheIl these" 
stems are also tapered in the sagittal plane or ' 
structured at their anterior or posterior sur
faces. 

In the present study, the time factor was 
not considered. In fact, each coated stem is 
made as a press-fitted prosthesis, albeit with 
much higher coefficients of friction. In time, 
all configurations experience gradual changes 
in bone structure and mass, affecting bone 
mechanical properties and interface condi
tions. The present results particularly empha
size the importance ofinterface bonding. The 
load-transfer mechanism in cemented stem 
configurations change considerably when 
bone-cement loosening and fibrous-tissue 
interposition OCCUr.31 For the noncemented 
stems, much depends on fit, stem-surface 
roughness, and opportunities for bony in
growth or osseous integration. Because of the 
inherent surgical variations in bone prepara
tion, it is likely that the postoperative biome
chanical behavior of noncemented stems is 
less predictable than cemented ones. Even if 
a reasonably uniform fit is obtained over the 
whole stem region, the noncemented stem (ei
ther press-fit or coated) may sink into the dia
physis to be contained there by the relatively 
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stiff cortical bone shell. If proximal ingrowth 
can occur fast, if only in a small region, this 
would be prevented. If the stem is smooth, 
with no opportunities for ingrowth, this sce
nario seems inevitable. 

Taking into account the simplicity of the 
finite-element models used, and the sche
matic character of the approach, particularly 
bearing in mind the inherent weakness of the 
two-dimensional model for the press-fitted 
prosthesis, the following general conclusions 
can be made. (1) Considering the four struc
tural aspects governing load transfer in femo
ral THA, i.e., loading characteristics, geome
try, material properties, and interface bond
ing characteristics, interface bonding is by far 
the most influential one. (2) The stress pat
terns in bonded stem configurations, either 
cemented, fully ingrown, or partly ingrown, 
are determined predominantly by the bend
ing effects of the hip-joint force. Conversely, 
when the stem is unbonded, the axial force 

_c()I11P'ol!en,t has m.()rt: il!!111~n,cc:.,(3) The, 
stress patterns in cemented and nonce
mented but bonded configurations are quali
tatively similar. Differences in stress values 
occur because of the bulkiness or rigidity of 
the stem. The noncemented stems create 
more cortical stress shielding, more distal 
stress transfer, and less proximal stress 
transfer. (4) Considering cement strength, ce
ment-bone interface strength, bonding 
strength of bony ingrowth or osseous integra
tion, and potential effects of cortical stress 
shielding on bone resorption, CoCrMo mate
rial is preferred for cemented stems and tita
nium for noncemented stems. (5) Load 
transfer in smooth press-fit stems depends 
predominantly on the stem shape as a geomet
ric entity and much less on its rigidity. This 
also emphasizes the need for three-dimen
sional finite-element models to determine 
their precise mechanical behavior. More re
search is needed to document the interrela
tionships between shape, fit, and surface 
roughness of press-fitted stems. (6) Partly 
coated stems have more potential for creating 
uniform stress transfer over the full length of 
the stem than fully coated ones. (7) All stems 
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create severe stress shielding in the calcar re
gion. All bonded stems also create stress 
shielding farther down the cortex. The 
amount of stress shielding reduces from fully 
Ingrown, to partly ingrown, to cemented 
stems. 
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