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In the present work Stark broadening measurements have been carried out on low electron density
(neb5·10

19 m−3) and (relatively) low gas temperature (Tgb1100 K) argon–hydrogen plasma, under
low-intermediate pressure conditions (3 mbar–40 mbar). A line fitting procedure is used to separate the effects
of the different broadening mechanisms (e.g. Doppler and instrumental broadening) from the Stark broadening.
A Stark broadening theory is extrapolated to lower electron density values, below its theoretical validity regime.
Thomson scattering measurements are used to calibrate and validate the procedure. The results show an agree-
mentwithin 20%,what validates the use of this Stark broadeningmethod under such low density conditions. It is
also found that Stark broadened profiles cannot be assumed to be purely Lorentzian. Such an assumption would
lead to an underestimation of the electron density. This implies that independent information on the gas temper-
ature is needed to find the correct values of ne.

© 2012 Elsevier B.V. All rights reserved.
1. Introduction

Due to their wide range of working conditions, gas discharges can
be used in a wide range of industrial, technological and even biomed-
ical applications. Plasma applications can be divided among others in
lighting, surface and gas treatment, and laser development [1]. In par-
ticular low temperature plasmas can offer an extended class of indus-
trial and technological applications like surface etching, inorganic
films deposition, polymerization of surfaces and sterilization [2–8].

To monitor plasma processes it is of great importance to have diag-
nostic tools that can provide reliable information on different plasma
parameters. But in the particular case of industrial applications it is
also required to have simple and easy to perform techniques that can
be applied over a wide range of conditions. This study is focused on
the diagnostic of one of the most important plasma parameters, the
electron density ne, in conditions of relatively low electron density
(b5·1019 m−3) and low gas temperature (b1100 K).

A very accurate technique to measure the electron density is the
Thomson scattering (TS) method. This active laser technique provides
precise values with spatial and temporal resolution. The method is
non-intrusive provided a controlled and moderate laser power is ap-
plied. However, TS is a demanding technique that requires the use of a
high power pulsed laser and a sophisticated detection setup. Therefore,
TS is a diagnostic technique used in fundamental scientific research, but
alomares).
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due to its complexity it is hardly suitable for the industrial environment.
Another common method for the diagnostic of electron density is the
Stark broadening technique of spectral lines spontaneously emitted by
the plasma. This optical emission spectroscopy (OES) method requires
a theory or model that relates the broadening of the specific used line
to the values of electron density and other relevant plasma parameters
like electron and gas temperatures. Although in principle this technique
does not provide spatial resolution, it is a simple and reliable method.

The Stark broadening method is often applied to the lines of the
hydrogen Balmer series; especially to the Hβ line (486.13 nm). The
broadening of this line has a strong dependence on ne while showing
a weak response on Te. This feature makes Hβ a good tool for spectro-
scopic diagnostic of the electron density [9–16]. A further modifica-
tion of the Stark broadening technique allows determining both
the electron density and temperature simultaneously by applying
the Stark broadening technique to two or more Balmer lines; this is
the so called Stark intersection method [17,18].

The big drawback of the Stark broadeningmethod is that it is in prin-
ciple only applicable to high ne conditions. However, for many low tem-
perature plasmas the electron density is well below 1020 m−3 which is
lower limit of the validity region of the most commonly used Stark
broadening theories [10,12,15,16]. Therefore, in order to use this tech-
nique under lowdensity conditions, it is needed to extend a Stark broad-
ening method to a lower density range. However applying such an
extension we must keep in mind the reasons why the Stark theories
do not reach lower densities. These mainly are the effect of the fine
structure and the Doppler–Stark coupling.
cold plasmas with low electron densities calibrated with Thomson
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In the present study we aim to extend the Stark broadening
method to low ne and Tg conditions. To achieve this we have extrap-
olated the Stark tables of the numerical simulations of Gigosos et al.
[15,16]. The line broadening measurements are performed with a
high resolution Echelle spectrometer in order to accurately mea-
sure the line profiles. In order to deconvolute and measure the Stark
broadening of the spectral line we developed a fitting code that
takes other relevant broadening mechanisms into account as well
as the influence of the fine structure. This method is based on the
assumption that the broadening mechanism found for the Hβ line as
a whole can be extended to the individual fine-structure components
and that Stark and Doppler broadening can be treated independently.
Moreover we admit that the Stark broadening mechanism does not
automatically lead to pure Lorentzian shapes.

In order to test and calibrate the extrapolation and fitting method,
the measurements are performed quasi-simultaneously with TS in
order to obtain precise reference values of ne. Similarly, Rayleigh scat-
tering (RyS) measurements are performed to obtain the values of the
gas temperature. This is needed to estimate other line broadening
mechanisms.

The present work is an experimental study aimed to extend a
known method beyond its theoretical validity region, calibrating the
results with a second independent experimental method. The exten-
sion of the Stark tables is an extrapolation of the data provided by
the Stark model in its validity regime. So this semi-empirical Stark-
extension method does not pretend to provide a new theory of the
Stark broadening for lower density conditions.

As mentioned before, the Stark broadening of Balmer lines is a
common technique for the diagnostics of the electron density. The
method has been successfully applied for many years under condi-
tions of intermediate electron densities (1020 m−3–1021 m−3),
right above the limits of some of the Stark theories [18–20]. For low
pressures and electron densities (bb1020 m−3) when Doppler broad-
ening might be the biggest broadening mechanism, the most suitable
way to measure the Stark broadening is by means of Doppler free
spectroscopy [21–24]. This very precise method is used to study the
Stark effect under extremely low densities. However, this is a compli-
cated and experimentally demanding technique not suitable for the
industrial practice. By means of standard OES, the Stark broadening
of higher Balmer lines was already measured in [25–27] for electron
densities in the order of 1019 m−3. In [28–33] the Stark broadening
of Hβ line was measured at moderately low electron densities
(3·1019 m−3–1020 m−3) using an extrapolation method comparable
with ours, although no secondary diagnostic method was applied to
check the density values obtained.

In the present study we measure the Stark broadening of the
Balmer-β line in a lower density range 6·1018 m−3–2.5·1019 m−3,
and compare the resultswith those obtainedwith TS. In [34]we initially
applied this method for similar conditions as a part of a study involving
other diagnosticmethods. However only a small density rangewas cov-
ered, no gas temperaturemeasurements were included and no detailed
information was given on the broadening mechanisms. In the present
study we focus onto the Stark broadening method.

The present study is performed on microwave plasmas generated
by a surfatron in argon hydrogen mixtures at intermediate pressures.
Low temperature microwave induced plasmas, and in particular sur-
face wave discharges, have been a subject of study within the scien-
tific community for many years. Some common examples are the
surfatron, surfaguide and waveguide surfatron [35,36]. These types
of discharges can work in a wide range of pressures and gas composi-
tions and are commonly used in several industrial applications like
thin layer deposition for the production of solar cells and optical
fibers [6,7]. With the surfatron used in this study we can get stable
argon–hydrogen plasmas in a pressure range of 3.6 mbar–40 mbar,
relatively low gas temperatures (≤1100 K) and low electron densi-
ties (≤5 1019 m−3).
Please cite this article as: J.M. Palomares, et al., Hβ Stark broadening in
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This article starts with a description of the experimental setup in
Section 2. In Section 3, a short overview of the different line broaden-
ing mechanisms and their theories is presented, which is followed by
the line-fitting procedure in Section 4. Results and discussion are
given in Section 5, and finally Section 6 is devoted to a summary
and the conclusions.

2. Experimental setup

The experimental setup can be divided into three blocks (Fig. 1):
the surfatron setup; the detection branch used for the optical emis-
sion spectroscopy (OES); and the experimental setup needed to per-
form laser scattering measurements. The different parts have been
extensively described in previous publications and only a brief de-
scription will be given here.

2.1. Surfatron

A surfatron is used to generate plasmas inside a quartz tube as
discussed in [35]. The electromagnetic waves sustaining the discharge
are generated by a magnetron at 2.46 GHz with a maximum power of
300 W. Coaxial cables and matching components are used to trans-
port the microwave energy to the surfatron, in which this microwave
energy is coupled into the plasma via the launching gap. The inner
diameter of the quartz tube equals 6 mm, and the outer diameter
8 mm.

The plasmas are generated with argon as main gas. The pressure
ranges from 3.6 mbar up to 40 mbar, while the input microwave
power is kept constant at 60 W. To obtain a measurable intensity
of the Hβ line, it was necessary to add small amounts of molecular
hydrogen to the plasma. The percentage of H2 admixed with Ar
ranges from 1% to 3%. Changing the pressure and H2 concentration
in the mentioned ranges we obtain 8 different plasma conditions.
For each condition the Hβ is measured with the OES branch while a
reference TS measurement is taken with the laser scattering setup.
In Table 1 we present all the experimental conditions ordered by
increasing electron density (measured with TS).

It may be noticed that for a fixed H2 concentration the electron
density does not always increase with pressure as it would be
expected [37]. The reason is that although the applied microwave
power is constant, the quality of the energy coupling between launch-
er and plasma may change for each condition. This leads to different
lengths of the generated plasma columns, but the measurements
are taken at a fixed position from the launcher and not from the
end of the column. As a consequence the density results do not follow
a coherent trend. However, as stated before the aim is to compare
Stark and TS results for different density conditions, and not to
study the behavior of the surfatron plasma.

2.2. Optical emission spectroscopy detection branch

The plasma light was focused by a quartz lens in the direction
transversal to the surfatron tube axis onto an optical fiber. The lens
has a diameter of 5 mm and a focal length of 10 mm; the core diam-
eter of the fiber is 200 μm (Fig. 1). Between the lens and the plasma a
set of two 1 mm pinholes is placed with 20 cm distance from each
other. The combination of lens and pinholes forms a collimator. In
this way only the light emitted along a single line of sight through
the diameter of the quartz tube is collected (Fig. 2). With this config-
uration the spectroscopic measurements represent an average value
over the tube diameter. All the measurements were taken at a fixed
axial position of 4 cm after the launcher gap.

The fiber then guides the collected light to a high resolution spec-
trometer, called the Double Echelle MONochromator, abbreviated to
DEMON [38]. The DEMON consists of a prism pre-monochromator
in sequence with a high resolution CCD Echelle spectrometer. The
cold plasmas with low electron densities calibrated with Thomson
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Fig. 1. Schematics of the experimental setup. Three main parts can be distinguished. The plasma source or surfatron; the optical emission spectroscopy (OES) detection branch; the
laser scattering setup composed by the Nd:YAG laser and the active detection branch using a triple grating spectrograph (TGS).
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prism pre-monochromator is used for the separation of the different
spectral orders formed by the grating. The Echelle monochromator
is the high resolution component of the spectrometer. In this config-
uration, internal order separation and high resolution are received. To
record the spectrum, an Andor DV434 CCD was used. The 1024×1024
array consists of pixels with a size of 13×13 μm. Thermoelectric
cooling results in a negligible dark current.

2.3. Laser scattering setup

The setup used to perform TS experiments is exactly the same as
that shown in [37]. In Fig. 1 the main components are shown. A Nd:
YAG laser working on the second harmonic at λ=532 nm generates
100 mJ pulses with a repetition rate of 10 Hz. These are directed
along the central axis of the plasma tube. The scattering signal is col-
lected with two achromatic lenses and focused onto the entrance of a
triple grating spectrometer (TGS). The TGS is designed to collect the
Thomson signal while removing the Rayleigh and false stray light
photons in the central part of the spectrum [39]. The same setup
without the filtering function is used to perform RyS measurements
Table 1
Experimental settings and ne and Tg values obtained with TS and RyS respectively. The
applied microwave power was 60 W for every case. All measurements were taken at an
axial distance of 4 cm from the launcher gap.

Condition Pressure (mbar) H2 concentration ne (m−3) (TS) Tg (K) (RyS)

1 40.6 1% 6.73·1018 1100
2 10.2 3% 8.88·1018 1100
3 9.4 3% 8.93·1018 1100
4 3.6 3% 1.04·1019 600
5 14.7 3% 1.16·1019 1100
6 5 1% 1.54·1019 500
7 10.3 1% 2.03·1019 750
8 20.3 1% 2.46·1019 1000

Please cite this article as: J.M. Palomares, et al., Hβ Stark broadening in
scattering, Spectrochim. Acta B (2012), doi:10.1016/j.sab.2012.07.005
and to obtain the gas temperature [40]. The scattering measurements
are all taken at the same axial position as the spectroscopic ones;
i.e. at 4 cm after the launcher gap.

As explained in the references above [37,39], the laser is aligned
along the surfatron axis exactly in the center of the quartz tube.
Therefore we obtain values of ne and Tg (measured respectively with
TS and RyS) at the radial center of the tube (Fig. 2). This stands in con-
trast to the OES measurements that deliver line of sight averaged
values along the tube diameter. In order to compare the results of
the different techniques we assume a Bessel profile of ne along the
radius [41]. Then it is possible to calculate the ne averaged value
over the tube diameter from the TS results at the central position.
The TS scattering results presented here are already averaged over
the diameter so that they can directly be compared with the Stark
broadening results. For the values of Tg we assume a constant radial
profile.

3. Broadening of spectral lines

The shape of a spectral line contains information of fundamental
plasma quantities. The principal broadening mechanisms are: natural
broadening, Doppler broadening, pressure broadening and Stark
broadening. In addition, a spectral line will be broadened by the appa-
ratus profile of the spectrometer. Also the fine structure has to be
considered. In this section, the various broadening mechanisms are
discussed and their contributions to the total line broadening are
estimated for typical plasma conditions.

3.1. Natural and resonance broadening

Natural broadening is caused by the finite lifetime of excited states
and can be determined from the Heisenberg uncertainty relation;
ΔE·Δτ≥h/2π. The lifetime τp of state p due to spontaneous emission
is called the natural lifetime. Using the Heisenberg relation, it is
cold plasmas with low electron densities calibrated with Thomson
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Fig. 2. Diagram of the light collection setup for the optical emission measurements. Thanks to the collimation only light emitted along the tube diameter is collected.
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possible to calculate the full-width at half-maximum (FWHM) due
to the natural broadening, Δλnat. For Hβ, the natural broadening is
~10−3 pm. As we will see this is much smaller than other broadening
mechanisms and can therefore be neglected.

Resonance broadening is caused by collisions of radiating hydro-
gen atoms with other hydrogen atoms of the same species. For
the case of Hβ, a pressure of 10 mbar and a concentration of hydrogen
of 1%, the resonance broadening is ~10−2 pm [42,43]. This is 10 times
larger than the natural line width, but as we will show, this value is
also negligible for our plasma conditions.

3.2. van der Waals broadening

van der Waals broadening is caused by the presence of atoms of a
different kind than those of the emitting hydrogen particle. The in-
duced dipole of the ground state argon atoms interacts with the emit-
ting hydrogen atom which results in a Lorentzian broadening of the
spectral line. In [44] a general description of the van der Waals broad-
ening for non-hydrogenic lines is given. In the work of Yubero et al.
[45], the van der Waals broadening is determined for emitting hydro-
gen atoms in atmospheric argon plasmas for the first three lines of the
hydrogen Balmer series. As the van der Waals broadening is propor-
tional to the pressure, we can scale these expressions to a lower pres-
sure. This gives the following expression for the Hβ FWHM

Δλw ¼ 5:521
Th

7=10 p ð1Þ

whereΔλW is the van derWaals FWHM expressed in nm, Th the heavy
particle temperature in K and p the pressure in bar. This broadening
term depends solely on the gas temperature and gas pressure.

For typical conditions of p~10−2 bar and Th~800 K, a width of
0.5 pm is obtained. As we will see, this value is relatively small com-
pared to the Stark and Doppler widths and the correction introduces
only a minor decrease in the results. Nevertheless, this correction will
be taken into account in our calculations.

3.3. Doppler broadening

Doppler broadening is caused by the velocity distribution of the
emitting particles. The intensity distribution of a Doppler-broadened
spectral line has a Gaussian shape of which the full-width ΔλD equals

ΔλD ¼ 7:16� 10−7λ0

ffiffiffiffiffiffiffiffiffi
T=A

p
ð2Þ

where A is the atomic mass of the emitter expressed in a.m.u., T the
temperature of the emitting species in K and λ0 the central wave-
length of the spectral line in nm. Using this formula, a Doppler tem-
perature can be obtained from the Gaussian part of a spectral line.
Inserting a typical atom temperature of ~800 K into Eq. (2) results
in a Doppler width (FWHM) of ΔλD~10 pm.

As it will be seen later, under our plasma conditions the Doppler
broadening is in the same order as the instrumental and Stark widths.
Please cite this article as: J.M. Palomares, et al., Hβ Stark broadening in
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As it was stated in the introduction, the aim is to measure the Stark
broadening and therefore it is of great importance to have good esti-
mations of Tg in order to precisely obtain the Doppler widths.

3.4. Stark broadening

Various Stark broadening theories have been developed and refined
in the past. These theories range from themodel of quasi-instantaneous
electron collisions of Lorentz (or impact model) [9], via the quasi-static
theories for ion collisions [10–12], tofinally reach the recentmicro-field
model methods (MMM) [13,14]. An extensive historical review can be
found in [46]. The different theories provide expressions to calculate
the Stark broadening as a function of the electron density and temper-
ature. Classical examples are the theories of Vidal, Copper and Smith
(VCS) or Kepple and Greim (KG) [11,12]. One of the most refined
Stark broadening theories was developed by Gigosos and Cardeñoso
[15,16] (GC) using computer simulations. The main advantage of
the GC model is the consideration of ion dynamics and the possibility
of working with two temperature plasmas. For these reasons the com-
puter simulations of GC have been chosen as the Stark broadening
model for the diagnostics of the electron density in this work. However,
it must be said that all the mentioned theories are derived for ne values
above 1020 m−3. Consequently none of them can be expected to be
theoretically valid for lower densities.

The GC model calculates the theoretical line profiles of Hα, Hβ and
Hγ for a Te-range of 103 K–106 K, a ne-range of 1020 m−3–1025 m−3

and a range of the relative reduced mass of 0.5–10. This relative
reduced mass is defined by μr=(Te/Th)μ, where μ is the reduced
mass of the colliding system. For argon plasmas with small amounts
of hydrogen, the reduced mass is close to unity so that μr equals the
ratio of electron and heavy particle temperatures, Te/Th. Via μr the
GC model can account for non-thermal equilibrium conditions. This
is important since the low pressure microwave induced plasmas are
not in thermal equilibrium (Te>Th).

Using the GC model for the Balmer Hβ line, the full-width at
half-maximum (FWHM) or ΔλS is given in terms of Te, ne and μr.
Fig. 3 shows the dependence of FWHM with ne for the case of Te=
15,000 K and μr=10 according to the GC tables [15,16]. It can be
seen that the GC model gives a linear relationship between log(ΔλS)
and log(ne). With the use of such a linear fit we can extrapolate the
GC tables to obtain the values of log(ΔλS) for electron densities in
the order of 1019 m−3. For ne=1019 m−3 the extrapolation of Fig. 3
leads to a Stark width of 9.5 pm.

Other spectroscopic studies [28–31] also used extrapolations of Hβ

Stark broadening tables beyond their theoretical validity region, but
not to such low ne-values. Moreover the results were not compared
with other techniques. In [28] the authors used a similar linear fit
of the GC tables, although for higher values of electron densities. In
[29–31] the Stark tables of Griem were extrapolated to electron
densities in the order of 5 1019 m−3.

As previously remarked, typical conditions for our plasmas are
Te~15,000 K and Th~1000 K, which implies a value of the relative re-
duced mass of μr~15. Since the GC tables only provide values of μr up
cold plasmas with low electron densities calibrated with Thomson
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to 10, we will use the tables of GC for the case of Te=15,000 K and
μr=10 (Fig. 3). Nevertheless it can be deduced from the GC tables
that the influence of μr is very small for low densities. Extrapolating
the tables for different values of μr gives an estimation of the error
in this parameter lower than 1%.

In the following discussion it is useful to distinguish between the
line shapes and the underlying mechanisms; this in fact is a distinc-
tion between mathematics and physics. A broadening mechanism is
the result of a physical effect that changes the shape of a spectral
line. Some broadening mechanisms like Doppler broadening may be
described with a basic shape like Gaussian, but this is not the case
for the Stark broadening. In the first Stark broadening theories [9] it
is calculated to have pure Lorentzian line shapes. However the line
profiles obtained in the GC numerical simulations are clearly non‐
Lorentzian. Still there are several studies in which pure Lorentz
shapes are adopted for the Stark broadening [28–32]. We will show
in Section 5 that assuming a perfect Lorentzian shape for the Stark
profiles leads to an underestimation of the electron density and con-
sequently to an overestimation of the gas temperature. In principle
we do not assign any basic shape to the Stark broadening.

In the procedure we fit the experimental lines to a Voigt curve
modified by the fine structure. Being more flexible than Lorentzian
or Gaussian type, a Voigt curve fits more accurately the experimental-
ly measured lines. Simultaneously, the use of Voigt curve allows re-
moving other broadening mechanisms (i.e. Doppler, van der Waals,
instrumental) that are described by basic shapes (i.e. Gaussian,
Lorentzian). Consequently, after removing all the other broadening
mechanisms also a Voigt profile remains. The FWHMof this remaining
Voigt curve is taken as the Stark width, ΔλS, and together with the ex-
trapolated tables it provides the estimated value of the electron densi-
ty. However, we should keep in mind that using a Voigt shape for a
Stark broadened line is an approximation.

Another important topic is that of the possible change in the
nature of Stark broadening that takes place for decreasing electron
densities. It is well known that for electron densities higher than
1020 m−3 the Stark width scales as ΔλS~ne2/3. However, for very
low ne values, e.g. in the order of 1016 m−3 the Stark width of a single
fine structure component as studied by Doppler free spectroscopy
was found to be linear with density, ΔλS~ne [22,47]. So, an important
question is whether the nature of the Stark broadening mechanism
changes during our extrapolation towards low ne values. In [48]
numerical simulations were carried out for the Stark width of single
fine structure components of the three first Balmer lines. The authors
found that the approximation of ΔλS~ne2/3 holds for Hβ until an elec-
tron density of 2 1018 m−3. This is below our ne range of interest. In
the next sections we will deal with other effects that can play a role
Please cite this article as: J.M. Palomares, et al., Hβ Stark broadening in
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in the line width like the effect of the Doppler coupling and the
shifting of the fine structure components. But from the point of
view of the extrapolation, the results shown in [48] indicate that
the extrapolation is still valid for the Stark width of a single compo-
nent in our range of electron densities.

3.5. Doppler–Stark coupling and fine structure

There are twomain reasonswhy the common Stark theories are not
calculated for low electron densities: the coupling betweenDoppler and
Stark broadening and the effect of the fine structure.We recall that this is
an experimental study and that we do not intend to give an ab initio
theoretical derivation of the Stark broadening mechanism at low elec-
tron densities. We simply extrapolate a theory valid at higher densities
to a low density regime and calibrate the results with an independent
experimental technique. Nevertheless, in this section we address the
two effects since they must be kept in mind.

At high electron densities (>1020 m−3) when the Stark broaden-
ing is dominant over the Doppler broadening both effects can be
considered statistically independent. In this situation the Doppler
contribution can be simply convoluted with the Stark profile. On the
other hand, when Doppler is comparable or more important than
Stark the two effects are correlated and both mechanisms must be
calculated simultaneously. In [49] the Doppler and Stark broadenings
are calculated simultaneously for the Lyman-β line with electron den-
sities in the order 1021 m−3 and a gas temperature of 12,000 K. It was
found that under such high densities the results of the calculations
with Doppler–Stark coupling do not differ from a simple Doppler–
Stark convolution. As shown before the values of Stark and Doppler
broadenings are comparable under our plasma conditions. Still, we
work under the estimation that Doppler and Stark are independent
and that they can be convoluted to create the final line profile.

However the main factor that limits the common Stark theories is
the presence of a fine structure. The Hβ spectral line consists of a
series of components or individual transitions spectrally positioned
at small distances from each other. They originate from transitions
between the sublevels of the upper level with principal quantum
number n=4 to the lower level with n=2. In the GC model as well
as in the theories mentioned in Section 3.4, only one line component
is considered. This assumption is valid when the total line broadening
is much wider than the separation between the fine structure compo-
nents. At lower electron densities this problem is not easy to deal
with because the fine structure splitting and the intensity of compo-
nents might change with the electric plasma micro field [21–23,50].
Some preliminary calculations of Stark profiles on hydrogen lines
with fine structure effect were done for the Hα line in [51]. Recently
more complete calculations have been performed in [27,48,52], how-
ever there are still no complete tables of Stark broadening for the first
Balmer lines including the fine structure effect. In [48] it is estimated
that for the case of Hβ there is no need to introduce the fine structure
for densities above 4·1019 m−3. Our range of densities is right below
the mentioned limit and therefore we must account for this effect. As
an estimation we use the fine structure under conditions of zero elec-
tric field [53], of which the main parameters are presented in Table 2.
The final line profile used for the fitting of the experimental results is
composed from the convolution of all the broadening mechanisms
described in Section 3 with each of the fine structure components of
Table 2.

3.6. Instrumental broadening

The optical system used to record the spectrum causes an extra
broadening of spectral lines. This type of broadening is called instru-
mental broadening and is independent of the plasma properties
(instrumental function). It is determined by parameters of the
cold plasmas with low electron densities calibrated with Thomson
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Table 2
The fine structure components of Hβ.

n=4 n=2 λ (nm) Aj (106 s−1) gj Irelative=gjAj/∑giAi

2D3/2
2P1/2 486.1279 17.18 4 0.26

2P3/2
2S1/2 486.1287 9.668 4 0.14

2S1/2
2P1/2 486.1288 0.8593 2 0.01

2P1/2
2S1/2 486.1298 9.668 2 0.07

2D5/2
2P3/2 486.1361 20.62 6 0.46

2D3/2
2P3/2 486.1365 3.437 4 0.05

2S1/2
2P3/2 486.1375 1.719 2 0.01

-0.02 -0.01 0.00 0.01 0.02
0.0

0.2

0.4

0.6

0.8

1.0

In
te

ns
ity

 (
a.

u.
)

wavelength (nm)

 Corrected instrumental profile
 Instrumental profile
 Fine structure

Fig. 4. Instrumental profile (red dashed line), fine structure (green vertical dotted
lines) and the convolution of both: the corrected instrumental profile (solid black
line). (For interpretation of the references to color in this figure legend, the reader is
referred to the web version of this article.)
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spectrometer like the width of the entrance slit, the type of grating,
the focal length and the sensor.

The FWHM of the DEMON is specified to be 6.1 pm at a wave-
length of 486 nm [38]. However, we checked the instrumental profile
by measuring an argon line under conditions for which all broadening
effects are much smaller than the instrumental one. A good candidate
is the argon spectral line at a wavelength of 470.23 nm, that is intense
enough to be measured with a good signal to noise ratio and it is close
to the wavelength of Hβ.

For the measurement of this argon line, an argon plasma was made
at low pressure (p=0.5 mbar) and low power (≈15 W), and themea-
surement was performed far away from the launching gap. Under this
condition, the gas temperature is estimated to remain below 350 K
[40] and the electron density below 5·1018 m−3. Using Eq. (2) with
A=40 a.m.u. and λ0=470.23 nm results in a Doppler broadening of
ΔλD=0.9 pm. For an electron density of 5·1018 m−3, it can be calculat-
ed with the Griem theory [12] that the Stark broadening of this argon
line is b0.1 pm. Using the general description of [44] it is found that
the van der Waals broadening is in the order of ~0.01 pm. Therefore
the Stark and van der Waals broadenings are negligible for this argon
line. After the Doppler contribution is subtracted, a new Gaussian
profile is left with only the instrumental contribution. This Gaussian
instrumental profile has a FWHM of 5.9 pm that is in very good agree-
ment with the technical specifications of the DEMON and will be used
to correct any experimental line broadening for this contribution.

4. Fitting procedure

As discussed before the Stark broadening does, in general, not lead
to a standard profile such as a Lorentzian (or Gaussian). As a conse-
quence we cannot separate the experimental line profiles in a com-
position of basic shapes, each of them corresponding to separate
broadening mechanism. Thus we have to break with the practice
often found in literature that after deconvolution the Gaussian com-
ponent is automatically attributed to Doppler (Tg) and the Lorentzian
to the Stark (ne). This implies that we can only obtain the magnitude
of the Stark broadening after calculating and removing every other
mechanism. With this procedure our fitting code leads to a Voigt
curve describing the Stark broadening in an approximate way.

As shown in Section 3 there are different broadening mechanisms
with a non‐negligible contribution to the composed line profile, and
therefore a fitting procedure is needed to deconvolute them. The pro-
cedure is divided in four steps:

I. Corrected instrumental profile. First, the instrumental profile is
convoluted with the fine structure forming the corrected
instrumental profile.

II. Calculated profile. The profile is convoluted with a variable
Voigt curve forming the calculated complete profile.

III. Fitting. The variable Voigt of the calculated profile is then
changed until the best fit is obtained with the experimentally
measured Hβ line.

IV. Stark broadening. Finally, from the fitted Voigt we can obtain
the Stark broadening after removing the contributions of the
other mechanisms.
Please cite this article as: J.M. Palomares, et al., Hβ Stark broadening in
scattering, Spectrochim. Acta B (2012), doi:10.1016/j.sab.2012.07.005
4.1. Corrected instrumental profile

The Gaussian instrumental profile is determined as explained in
Section 3.6. To correct for the influence of the fine structure, which
was presented in Table 2, a convolution of this instrumental profile
with the fine structure has to be performed.

The instrumental profile is presented by a dashed red line on
Fig. 4. The fine structure of Hβ, is shown as a set of green vertical dot-
ted lines. Finally the solid black line, referred to as corrected instru-
mental profile, is the result of the convolution of the instrumental
profile and the fine structure. This corrected instrumental profile is
independent of the plasma properties.

4.2. Calculated profile

The second step is to introduce the contributions of the other
broadening mechanisms, mainly Stark and Doppler broadening, and
in a lower degree van der Waals. A variable Voigt curve is used to
represent the combined effect of all this broadening mechanisms,
although at this point no calculation is made on any of them. In the
fitting code this Voigt curve is convoluted with the corrected instru-
mental profile, generating the so called calculated profile.

4.3. Fitting

This calculated profile is now compared with the measured Hβ line
profile. Using a least squares fitting procedure, the Gaussian and
Lorentzian widths of the variable Voigt curve are varied until the
best fit is obtained. An example of one of the measurements, its the-
oretical fit and the fit-residue are shown in Fig. 5. Although it is a
small detail, the calculated profile results in an asymmetrical line.
Since the instrumental profile is symmetric, this asymmetry is the
result of the fine structure.

4.4. Stark broadening

The Voigt curve obtained from the fitting contains only the contri-
butions of the Stark, Doppler and van der Waals broadening, since the
instrumental broadening and the fine structure are already accounted
for in the corrected instrumental profile. With the help of Rayleigh
scattering measurements (Section 2.3) gas temperature values are
obtained for each plasma condition. With these values and Eqs. (1)
and (2) the Lorentz–van der Waals and Gauss–Doppler contributions
are calculated. Then the Doppler width is removed from the Gaussian
part of the fitted Voigt and the van der Waals width from the
cold plasmas with low electron densities calibrated with Thomson
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Fig. 6. Experimental results of ne for all the plasma conditions. Left graph compares the
Stark broadening results (empty red circles) with the TS measurements (solid black
squares). Right graph compares the extrapolation of the GC tables at Te=15,000 K,
μr=10 (Fig. 3) with the experimental points: ΔλS (fitting) – ne(TS). (For interpretation
of the references to color in this figure legend, the reader is referred to the web version
of this article.)
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Lorentzian part. The remaining profile is another Voigt curve that
represents only the Stark contribution. The FWHM of this Voigt
curve is then used as the Stark width, ΔλS, and together with the ex-
trapolated tables from GC model (Section 3.4) provides the measured
values of electron density, ne.

As stated in Section 3, it is often assumed that Stark profiles
are purely Lorentzian. Under this assumption both Tg and ne can, in the-
ory, simultaneously be obtained from the line fitting. Under this errone-
ous assumption the whole Gaussian component of the fitted Voigt is
completely attributed to the Doppler broadening. Then, with Eq. (2)
the value of Tg is obtained. Similarly the Lorentz component of the fitted
Voigt (minus the van der Waals contribution) is seen as the Stark
contribution and used to derive ne. We will show in Section 5 that this
assumption leads to a systematic overestimation of the gas temperature
and an underestimation of the electron density.

5. Results and discussion

In the left graph of Fig. 6 we present the values of electron densi-
ties obtained from the Stark broadening for the 8 different plasma
conditions (Table 1). The broadening results are compared with
those obtained by Thomson scattering for the same experimental
conditions. The conditions cover a range in electron density of
6·1018 m−3–2.5·1019 m−3. The Stark fitting results show a similar
trend as the TS results, with an average relative deviation of 20%
from the TS measurements. This reasonable agreement validates the
extrapolation of the GC tables and fitting method as a tool for the
estimation of ne, at intermediate-low density conditions.

In the right graph of Fig. 6 we present the same experimental re-
sults but this time compared with the extrapolation of the used GC
Stark tables (Fig. 3). The experimental points shown in the figure
are obtained combining the ne values measured with TS and the
Stark widths (ΔλS) measured with the fitting procedure. Although
the results of left and right graphs are somehow redundant, the latter
shows the validity of the extrapolation procedure. As discussed in
Section 3.4, this graph proves that the Stark broadening of a single
fine structure component scales with ΔλS~ne2/3 until electron densi-
ties in the order ~5 1018 m−3.

The estimation of the errors in the present measurements can only
be done partially. As explained in Section 3.4, the computer simula-
tions of GC provide the Stark broadening for different values of ne,
Te and μr. Using the tables for different values of Te and μr one can
estimate the errors introduced due to the uncertainties of these pa-
rameters. Assuming errors of ±5000 K in Te and ±5 in μr we find a
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Fig. 5. Results of the fitting code on the Hβ profile measured at experimental condition
1. Dashed red line: measured profile; solid black line: fitted line generated with the
fitting code; solid green line: residue between the fitted and measured lines. (For inter-
pretation of the references to color in this figure legend, the reader is referred to the
web version of this article.)
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relative error in ne of 4% for densities around 1019 m−3, which can
be seen as a modest error. On the other hand the gas temperature
has a much greater influence. In order to have reliable results it is of
crucial importance to have precise values of Tg. In our particular
case we determine the relative errors in Tg obtained with RyS to be
in the order or below 20%. This leads to an error in ne of ~20%, what
is in agreement with the deviation measured with respect to the TS
results.

However, as explained in Sections 3.4 and 3.5, the Stark tables
used are designed for electron densities above 1020 m−3. The theo-
retical error that the extrapolation carries cannot be calculated with
the present results.

Finally in Fig. 7 we present results assuming a purely Lorentzian
Stark profile. As explained in Section 4, under this assumption both
ne and Tg can be obtained from the fitting of the line profile. In the
left graph of Fig. 7 the density results are compared with TS, while
in the right graph the gas temperature results are compared with
RyS. The ne results are systematically underestimated by about 50%
while simultaneously the Tg values are overestimated by about 70%.
This strict separation of Gauss=Doppler and Lorentz=Stark has
led to many discrepancies. For instance in [32] a Lorentz profile was
assumed for the Stark broadening. The density results were not com-
pared with any other technique, but the obtained temperatures from
the Hβ broadening were almost 100% higher than the OH rotational
temperature.
cold plasmas with low electron densities calibrated with Thomson
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Fig. 7. Results assuming a Lorentzian curve for the Stark broadening. Left graph com-
pares the ne results obtained with the Hβ line Stark broadening and TS. Right graph
compares the Tg results obtained with the Hβ line Doppler broadening and RyS.
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The results shown in Fig. 7 indicate that at such low densities a
basic Lorentzian line shape cannot be assumed for the Stark profile.
But this implies that we cannot obtain simultaneously Tg and ne
from line broadening measurements. In other words, since there are
no Stark tables at low densities that provide full Stark profiles, it is
not possible to fit two parameters from the spectral line shape. One
of them must be estimated independently and introduced in the
fitting process.

6. Summary and conclusions

In the present study we have used the Stark broadening of the Hβ

spectral line to determine the electron density of low temperature
and low density argon–hydrogen plasmas, under intermediate-low
pressure conditions. To do so, a line fitting code is used to separate
other broadening mechanisms, mainly the Doppler and instrumental
contribution from the line width. The line measurements are per-
formed with a standard optical emission spectroscopy setup and a
high resolution spectrometer. In order to obtain the electron density
values from the Stark-width we use the Stark tables obtained with
the computer simulations of Gigosos et al. The results are then com-
pared with those obtained with Thomson scattering measurements
performed under the same plasma conditions.

However, the density range covered in our experiment (6·1018–

2.5·1019 m−3) is below the limit of the GC model. An extrapolation
to lower densities is needed. In order to do that the fine structure of
the line is introduced externally. Although the extrapolation is not
supported by an ab initio calculation, the results show a good
Please cite this article as: J.M. Palomares, et al., Hβ Stark broadening in
scattering, Spectrochim. Acta B (2012), doi:10.1016/j.sab.2012.07.005
agreement between the 20% with the precise values of the TS tech-
nique. This agreement validates the use of the Stark broadening at
low ne conditions with simple optical emission spectroscopy.

It is also pointed out that the method needs precise values of
the gas temperatures by an independent technique. The precision of
the electron density results is directly linked to those of the gas tem-
perature. Similarly, it is found that Stark broadening does not lead to
pure Lorentzian shapes. This implies that Tg and ne cannot be deduced
simultaneously from the Stark profile. Doing so causes systematic
overestimations of the gas temperature and underestimations of the
electron density.
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